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ABSTRACT

A Continuous Ambient Mass Monitor (CAMM) for fine particle mass (PM2.5) has

recently been developed at the Harvard School of Public Health. The principle of this method is

based on the measurement of the increase in pressure drop across a membrane filter

(FluoroporeTM) during particle sampling. The monitor consists of a conventional impactor/inlet

to remove particles larger than 2.5 µm, a diffusion dryer to remove particle-bound water, a filter

tape to collect particles, a filter tape transportation system to allow unassisted sampling, and a

data acquisition and control unit.  For each sampling period (typically 30 to 60 minutes), a new

segment of the filter tape is exposed so that particles remain close to equilibrium with the sample

air during their collection.  This results in minimization of volatilization and adsorption artifacts

during sampling.  Furthermore, since the required flow rate for the fine particle mass monitoring

channel is only 0.3 L/min, the relative humidity of the air sample can be easily reduced to 40% or

less using a NafionTM diffusion dryer to remove particle-bound water.  The CAMM has a

detection limit of less than 5µg/m3 for PM2.5 concentrations averaged over one hour.

The performance of the newly developed monitor was investigated through laboratory

and field studies. Laboratory tests included a calibration of the CAMM using polystyrene latex

(PSL) and silica particles. A series of field studies were conducted in seven cities with

presumably different PM2.5 chemical composition. The 24 one-hour CAMM measurements were

averaged and compared to Harvard Impactor (HI) 24-hour PM2.5 integrated measurements. Based

on 211 valid sampling days, the measurements obtained from the Harvard Impactor and the

CAMM were highly correlated (r2 = 0.90). The average CAMM-to-HI concentration ratio was

1.07 (± 0.18).
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INTRODUCTION

The U.S. Environmental Protection Agency (U.S. EPA) has recently promulgated a new

National Ambient Air Quality Standard (NAAQS) for fine particulate matter (PM2.5; particulate

matter ≤ 2.5µm aerodynamic diameter).  This new standard is in addition to the existing one for

PM10 which includes particles with aerodynamic diameter ≤ 10µm.  For both the PM10 and PM2.5

standards, the Federal Reference Method (FRM) is based on the gravimetric analysis of particles

collected on filters over a period of twenty-four hours.  The gravimetric analysis was selected

because most of the particle data used for the epidemiological studies investigating associations

between mortality and morbidity outcomes and ambient particle exposures are based on filter

measurements (Dockery et al., 1993 and Ito and Thurston, 1996).

The technology that the U.S. EPA has implemented as the reference method for PM2.5 is a

Teflon membrane filter preceded by an inertial impactor that has a 50% collection efficiency at

2.5µm and manufactured according to design specifications of the EPA.  In operation, a 24-hour

integrated sample is collected on a filter, which is later equilibrated at controlled temperature and

relative humidity (RH) conditions in a laboratory, and then weighed to determine the mass of the

deposited particulate matter (PM). According to the Federal Register, sampling must be

conducted at ambient temperature conditions (within 5oC), and the collected samples must be

equilibrated at 30-40% RH and 20-23oC for 24 hours prior to their gravimetric analysis (Federal

Register, 1997). This specified method will then be used to evaluate potential equivalent

methods.  This approach is necessary in order to minimize discrepancies among different

equivalent samplers. It must be pointed out, however, that the accuracy of the FRM itself is

questionable due to the volatilization of the semi-volatile inorganic and organic compounds

which are continually interchanging between the particle and gas phases.
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The PM2.5 FRM presents the following drawbacks: a) it requires a sequential sampling

unit to collect two to seven daily samples per week; b) it requires both an environmentally

controlled balance room and extensive labor to weigh the filters and; c) it does not provide short

term measurements.  Capital investment and labor costs can be significant for the implementation

of the fine particle mass standard, while very little will be learned about the diurnal variability of

fine particle concentrations. A 24-hour average measurement may not adequately represent actual

human exposure. Therefore, a semi-continuous monitor that can provide accurate hourly

measurements is essential for exposure assessment. Detailed temporal information is needed for

both understanding particle health effects and developing sound mitigation strategies. Because of

its sensitivity, the gravimetric method may not be adequate to obtain short term measurements

(less than 12-24 hours).  In addition, attempts to obtain a finer resolution on ambient particle

concentrations on a regular basis using filter based methods for large monitoring networks are

cost-prohibitive and impractical. Finally, the proposed FRM can not provide immediate data that

are necessary to calculate Air Pollution Indices (APIs).  Therefore, development of equivalent

continuous fine particle methods will make it possible to obtain richer data sets and to establish

comprehensive monitoring networks that provide information on temporal and spatial variability

of particle mass concentration in a cost-effective way.

In this paper we describe the development as well as the laboratory and field evaluation

of a semi-continuous fine particle mass sampler that can provide one-hour measurements or less.

Our method is based on the continuous measurement of the increase in pressure drop across a

FluoroporeTM membrane filter during particle sampling. We have designed and constructed a

filter tape transportation system that allows for unassisted particle sampling.  For each sampling

period (varying from 30 to 60 minutes) a new segment of the filter tape is exposed.  Considering
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that the time scale for variation in ambient air composition is usually much longer than one hour,

it is expected that particles remain in or close to equilibrium with the sample air during their

collection. This method combines measurement at ambient temperature, short sampling

durations, and low face velocity, all of which result in reducing sampling artifacts.  These

sampling artifacts are related to losses of volatile PM constituents and/or adsorption of gases by

already collected particles, and are more likely to occur over longer sampling periods (Appel et

al., 1984).  In addition, because this technique requires a low flow rate (0.3 L/min) the relative

humidity of the air sample can be controlled to 40% or less by passing the air sample through a

NafionTM diffusion dryer prior to its collection.  This is in accordance with the PM2.5 FRM,

which requires that particle filter samples should be conditioned prior to gravimetric

measurement at a relative humidity of 30-40% to remove particle-bound water.

METHODS

CAMM description

A schematic of the CAMM is shown in Figure 1 and it consists of the following

components: 1) a Well Impactor Ninety Six (WINS; Federal Register, 1997) PM2.5 size selective

inertial impactor; 2) two round-nozzle virtual impactors, having 50% cutpoints of 1.0 and 0.40

µm in aerodynamic diameter, respectively; 3) the PM2.5 monitoring channel, and; 4) a data

acquisition and control system.

The key feature of the CAMM is the PM2.5 particle-monitoring channel, which consists of

a filter tape transportation system and the pressure transducers. The principal components of this

system include a microprocessor-controlled drive to advance the tape and a mechanism to allow
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release and resealing of the filter tape each time the filter tape is advanced. The use of a filter

tape transportation system makes it possible to expose a new segment of the filter membrane for

each of the different sampling periods to minimize adsorption/desorption phenomena. The fine

particle sample is divided into two channels of equal flows  (0.3 L/min each). A high efficiency

particle air (HEPA) filter is used to remove particles from one of the two channels (the reference

channel).

For each sampling period, the filter transportation system exposes two circular filter

surface areas (radius of 3.2 mm) of the FluoroporeTM filter tape (PTFE Teflon membrane,

laminated to a layer of porous polyethylene, pore size: 3 µm, Millipore Corporation, Medford,

MA), to the fine particle and the reference channels, respectively.  During sampling, the pressure

drop across the collection medium for the sample and reference areas is measured continuously

using pressure transducers (full range 0-25″ H2O, Model PX653-25D5V, Omega Engineering

Inc., Stamford, CT). The pressure drop across the FluoroporeTM filter is approximately 7.5x103

dyn/cm2. The pressure drop across the reference channel depends on the filter characteristics,

flow rate, relative humidity and temperature. Similarly, the pressure drop across the fine particle

sample channel depends on the same parameters plus the particles that deposit onto the filter.

Therefore, the difference in pressure drop between the particle sample channel and the reference

channel can be attributed to the particles collected on the filter medium. A filter was also placed

downstream of both the sample and reference channels. Another set of pressure transducers (full

range 0-2″ H2O, Model PX653-02D5V) are used to monitor the pressure drop difference between

the sample and reference channel for both the upstream and downstream filters. This second set

of pressure transducers are used to measure the increase in pressure drop associated with the

particle loading in order to determine the particle mass concentration. This dual channel with
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downstream filter design is not affected by small flow fluctuations or changes in relative

humidity and temperature.  Therefore, this monitoring technique does not require costly flow or

temperature controls. The latter is one of the main features of our method because it makes it

possible to conduct measurements at ambient temperatures.

The original design of this instrument included the use of a porous membrane

Nuclepore  filter (Wang, 1997).  Nuclepore  filters have uniform circular pores that are normal

to the surface.  By properly choosing filter face velocity and pore size, the increase in pressure

drop per unit time in these filters can become independent of particle size for particles in the

range of 0.1-2 µm. Despite this significant advantage of Nuclepore filters, we have recently

found that the particle collection efficiency was not constant and varied with both filter porosity

and pore diameter which varied not only between batches, but also within the same batch

(Sioutas et al. 1998).  This led us to investigate the possibilities of using a different filter material

in the system.  We have chosen a filter, such as Fluoropore , because of the structural

consistency as well as the abundant literature on pressure drop with loading for various fibrous

filters (Novick et al., 1992; Gupta et al., 1993; Japuntich et al., 1994).   These studies have shown

that the change in the pressure across the filter per concentration and time to be inversely

proportional to the particle diameter (dp).  As part of our laboratory experiments (described

below), we have also investigated the relationship between the increase in pressure drop per unit

time and particle mass concentrations in Fluoropore  filters, confirming this inverse

relationship.

In order to make the increase in pressure drop per unit time and concentration

independent of particle size, a series of two virtual impactors were employed to enrich the

concentration of the larger particles. The impactor size cutpoints were selected in such a way so
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that the enrichment factor of different particles in the size range 0.1 to 1.0 µm is proportional to

their size and it varies between 1 and 10 times. This renders the response of the method

independent of particle diameter. The virtual impactors were placed as shown in Figure 1 after

the WINS PM2.5 size selective inlet and before the sampling channel. The first impactor has a

50% cutpoint at 1.0 µm and operates with a minor-to-total flow ratio of 0.2. The second impactor

has a 50% cutpoint at 0.40 µm and operates at the same minor-to-total flow ratio. The minor flow

of the second virtual impactor contains the air sample in which larger particles are enriched with

respect to smaller particles.

Experimental

The relationship between the increase in pressure drop with particle loading across the

Fluoropore   membrane filter was investigated as a function of particle concentration and size.

First, tests were conducted without the virtual impactors, and then with the two virtual impactors.

The experimental setup is shown in Figure 2.  Suspensions of monodisperse fluorescent yellow-

green latex microspheres (Fluoresbrite, Polysciences, Warrington, PA) were atomized with a

pocket nebulizer (Retec X-70/N) using filtered room air at 20 psi.  Particle size ranged from 0.05

to 2.3 µm.  The volumetric flow rate of the nebulizer was estimated to be approximately 5.5 LPM

and the output was approximately 0.25 cm3/min of fluorescent suspension.  The nebulizer was

connected to a syringe pump in order to atomize large amounts (120 mL) of the fluorescent

suspension.  In addition, the output of the nebulizer was maintained constant to ensure a stable

atomization process. The generated aerosol was mixed with clean (particle-free) air with

controlled relative humidity (RH).  RH was controlled by adjusting the flow rates of a dry and a
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moist airstream, as shown in Figure 2. The aerosol was then drawn through a 1-L cylindrical

chamber where ten 210Po ionizing units were placed (Staticmaster, NRD Inc.) to reduce

electrostatic charges carried by the generated particles to the Boltzmann equilibrium distribution.

The aerosol was then drawn through a manifold with a RH/Temperature probe connected to it;

part of the aerosol was drawn through a Teflon filter used as a reference to determine the mass

concentration of the input aerosol.  The test sample was drawn through the CAMM at 0.3 L/min.

In order to investigate the effect of particle density (or equivalently, specific gravity), suspensions

of monodisperse silica beads (ρp=2.2 g/cm3, Bangs Laboratories, Inc., Carmel, IN) were also

atomized.

At the end of each experiment, the reference Teflon filter was weighed in a controlled RH

and temperature room to determine the mass concentration of the generated aerosols.  Filters

were weighed after 24-hours of equilibration (40 ± 5% RH, 70 ± 5 °F).  The measured increase in

pressure drop per unit time was then divided by the mass concentration of the aerosol to obtain

its normalized value (3.23 ± 0.1 x 10-6 dyn/cm2/s per  µg/m3).

Field Study

A series of field studies, sponsored by EPRI (Palo Alto, CA), were conducted to test the

CAMM in different U.S. urban environments and compare it with the gravimetric PM method.

Because the composition of ambient particles varies with geographic location and season, studies

were conducted in different areas of the United States which have distinctly different ambient air

particulate compositions and densities.  These sites include: Riverside, CA, Boston, MA,

Chicago, IL, Dallas, TX, Phoenix, AZ, Bakersfield, CA, and Philadelphia, PA. At each site we



10

set out to collect 30 days of valid data.  Table 1 shows a schedule of the field tests and their

location.

The PM2.5 FRM and Harvard Impactor (HI; Marple et al., 1987) were used for the

integrated fine particle mass measurements.  Similar to the FRM, the Harvard Impactor utilizes a

measurement principle based on gravimetric analysis. The FRM was used only at Riverside and

Bakersfield while the HI was used at every site. The comparison of the FRM and HI showed

excellent agreement in both Riverside (r2 = 0.99, slope = 0.92, the FRM measured less mass) and

Bakersfield (r2 = 0.99, slope = 1.00), thereby substantiating the decision to use only the HI as a

surrogate FRM at all the other sites. The FRM uses a 47mm Teflon membrane filter (Teflo ,

Gelman Sciences) at a flow rate of 16.7 L/min.  The PM2.5 HI collects particles on 37 mm Teflon

filters (Teflo , Gelman Sciences) at a flow rate of 10 L/min. The filters for both the FRM and

HI were equilibrated in a temperature and relative humidity controlled weighing room at least 48

hours prior to being weighed, both before and after sampling. All final weighings were done

within 10 days after sampling following EPA guidelines as described in the Federal Register.

Since the Harvard Impactor sampler was used as the reference to which the CAMM

would be compared, several quality assurance steps were taken.  At each site, field blanks (10%

of total sample size), replicate samples (20% for PM10 HIs and 100% for PM2.5 HIs), and

laboratory blanks (5% of total sample size), were collected in order to assess the precision and

limit of detection of HI samples. Duplicate PM2.5 HIs were used for each sampling day to ensure

maximum data capture for the 24-hour integrated fine particle mass measurements. Field blanks

were treated identically to the samples. The field blanks were intended to account for collection

of particles on the filter that occurs during handling. Replicate samples, which refer to two

identical, collocated samples, were used to assess the precision of the method.  Laboratory blanks
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were designed to assess the consistency of the weighing procedure. Filters were weighed twice

before and after sampling to improve precision; if the difference between two weighings

exceeded 10µg, the filter was weighed a third time. Flow rates were kept within ± 5% of the

target flow, 10 L/min.  Relative precision of a single HI PM sample was calculated as the

standard deviation of the difference between collocated samples divided by the mean of the

collocated samples, divided by 2 .  The limit of detection was computed as three times the

standard deviation of the mass increase of the field blanks (Keith, et al., 1983; Thomas, et al.,

1993). Precision of the CAMM method was also determined in Philadelphia where two CAMM

systems were utilized.

Sampling time for the HI was 24 hours while the CAMM was set to advance the filter

tape every hour.  The 24 one-hour CAMM measurements were then averaged and compared to

the corresponding Harvard Impactor 24-hour integrated measurement.

The Harvard-EPA Annular Denuder System (HEADS; Koutrakis et. al., 1988) was used

during the field studies to measure particulate ion concentrations (NH4
+, SO4

-2, NO3
-) and

inorganic gases (SO2, HNO3, NH3). Organic and elemental carbon was measured using a 47mm

pre-fired quartz fiber filter and analyzed by the thermal optical reflectance (TOR) method (Chow

et. al., 1993). Both the HEADS and the carbon samplers were operated at 10 L/min for 24 hours.

Total particulate nitrate was measured to determine whether any of the differences between the

mass measurements obtained from the CAMM and the Harvard Impactor could be explained by

the losses of nitrate from the Teflon filter of the HI. The loss of particulate organic carbon (OC)

from the Teflon filter could not be quantified so the particulate OC was measured to determine if

there was any relationship between the differences between the mass measurements obtained

from the CAMM and the HI and the total particulate OC measured. The HEADS and carbon
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samplers were run concurrent with the HI and CAMM.

RESULTS AND DISCUSSION

CAMM Configuration without the virtual impactors

Results from the characterization of the CAMM configuration without the virtual

impactors are shown in Figure 3.  The experiments show that the increase in the pressure drop,

per unit time and particle mass concentration (∆P/(cm⋅t)) can be expressed by the following

equation:

where ρp is the particle density, dp is the physical particle diameter and Cc is the particle slip

correction factor.  Similar relationships have also been derived in studies conducted in fibrous

filters by Novick et al. (1992), Gupta et al. (1993) and Hinds and Kadrichu (1997).  The

dependence of the instrument response on particle diameter makes it difficult to use this method

without any modifications that would negate this effect.  Hence, we used the two virtual

impactors to enrich the concentration of larger particles with respect to smaller particles of PM2.5

as an inverse function of size.

CAMM Configuration with the Two Virtual Impactors

Results from the first series of tests are summarized in Figure 4.  This figure shows

(1)     
Cd 

  
tc
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separately the concentration enrichment achieved by the 1.0 µm and the 0.40 µm virtual

impactors, respectively, as well as the overall concentration enrichment when both impactors are

used in series.  The enrichment of the both virtual impactors were determined by generating

monodisperse fluorescent aerosols and by connecting a Scanning Mobility Particle Sizer (SMPS,

TSI Model 3934) and an Aerodynamic Particle Sizer (APS, TSI Model 3310A) upstream and

downstream of the virtual impactor.  For each particle size, the SMPS (for PSL particles less than

0.5µm in diameter) and the APS (for PSL particles greater than 0.5µm in diameter) sampled for

approximately 10 minutes upstream of the impactor,  then downstream of the impactor for

additional 10 minutes. The upstream and downstream measurements were repeated at least one

more time for each particle size to ensure stable readings as well as to incorporate the effects of

possible fluctuations in the concentrations of the generated aerosols.

The combined enrichment of the two virtual impactors, also shown in Figure 4, shows

that for particles in the aerodynamic size range of 0.1 to 1.1 µm, the enrichment depends linearly

on the product of aerodynamic diameter and the square root of the Cunningham slip correction.

The regression line for particles in the range of 0.1 to 1.1 µm is also shown.  The enrichment in

concentration achieved by the series of the two virtual impactors can be expressed as follows:

Concentration Enrichment = -0.20 + 9.74 da Cc
1/2 = -0.20 + 9.74 dp (ρp Cc)1/2      (2)

where da is the particle aerodynamic diameter. A high correlation for equation (2) was obtained

(r2=0.97).  The intercept of the regression line is not significantly different from zero (p

value=0.36), and thus can be neglected.

By combining equations (1) and (2), the increase in pressure drop per unit time for
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particles in the range of 0.1-1.1 µm can be expressed as follows:

This relationship was experimentally confirmed and the results are shown in Figure 5.  The

values of the pressure drop, per unit time and particle concentration (∆P/(cm⋅t)) are plotted as a

function of aerodynamic particle diameter, for both polystyrene latex and silica particles.  The

average increase in pressure drop per unit time and mass concentration for the system with the

two round nozzle virtual impactors is equal to 3.23 (± 0.1) x 10-6 dyn/cm2/s per µg/m3.  This

value is independent of particle aerodynamic diameter for particles in the range of 0.05 to 1.1

µm. Figure 6 shows the results of laboratory calibrations of the CAMM using PSL particles (ρp =

1.05 g/cm3), silica particles (ρp = 2.2 g/cm3), ammonium sulfate ((NH4)2SO4; ρp = 1.8 g/cm3),

and ammonium bisulfate (NH4HSO4; ρp = 1.8 g/cm3). All CAMM measurements were corrected

by the square root of density as described below.

It is important to point out that there is a reduced response for particles greater than 1.1

µm as demonstrated by the results shown in Figure 4.  The concentration enrichment achieved by

the combination of two virtual impactors does not increase linearly with the parameter (da⋅Cc
0.5)

for particles larger than about 1.1 µm.  Therefore, the dependence of (∆P/(cm⋅t)) on the inverse of

particle aerodynamic diameter is not negated by the concentration enrichment of particles in that

size range.  From a practical standpoint, this will have a negligible effect since the majority of

PM2.5 mass is associated with particles in the range 0.1 to 1.1 µm, with typically less than 5% of

)(
  t

P

pc

3cm

ρ
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the mass contribution from particles in the range 1.0 to 2.5 µm (Whitby and Svendrup, 1980). In

areas where the coarse to fine mass ratio is high, the CAMM may underestimate the PM2.5 mass

due to the contribution of particles in the range from 1.0 to 2.5 µm from the coarse fraction. In

these areas the CAMM may not be the most suitable method to measure PM2.5.

The results shown in Figure 5 and 6 also suggest that the increase in pressure drop per

unit time and concentration (∆P/(cm⋅t)) is inversely proportional to the square root of density

(equation 3). Therefore, it is necessary to estimate the average particle density in order to

determine particle concentration for the field studies.  The non-aqueous components of ambient

fine particles consist primarily of ammonium sulfate (ρp=1.8 g/cm3), ammonium nitrate (ρp=1.7

g/cm3), elemental carbon (ρp=2 g/cm3) and organic compounds (ρp=0.9-1.5 g/cm3).  The ratio of

organic to elemental carbon typically ranges from 1.8-2.5 (Allen et al., 1998) thus the density of

the composite carbon mixture will be in the range 1.3-1.9 g/cm3.  Hence the density of a dry

PM2.5 aerosol should be in the range 1.4-2.0 g/cm3. A density of 1.7 g/cm3 was used as the

estimated average density to correct the CAMM data in this study. Stein et. al. (1994) found a

similar average density that varied between 1.60 and 1.79 g/cm3. Given the expected density

range (1.4-2.0 g/cm3) and the square root of density dependency, assuming an average particle

density of 1.7 g/cm3 introduces a mass concentration uncertainty of less than ± 10%.

Field Study Results

Based on 211 valid daily samples collected in seven U.S. cities, the correlation between

the gravimetric method and the CAMM method was high (r2 = 0.90). The average CAMM

concentration was 18.9 µg/m3 and the average HI concentration was 17.7 µg/m3 with a CAMM

to HI mean ratio of 1.07 (± 0.18). Table 2 provides a summary of the data for the seven cities



16

where sampling was conducted. Figure 7 is a plot of the combined data set for the seven cities of

the particle mass concentration determined by the gravimetric analysis (Harvard Impactor) and

the CAMM method.  These values are density-corrected, assuming a particle density of 1.7 g/cm3

for all sites.

The data shown in Table 2 do not indicate any significant dependence of the CAMM-to-

HI concentration ratio on the sampling location.  Furthermore, not knowing the true particle

density in each location makes it difficult to conclude whether the somewhat higher CAMM

readings (by 2-11%) are due to loss of volatile compounds from the HI particle filter or to

uncertainties related to the assumed density value of 1.7 g/cm3.  Finally, high correlations were

obtained for all sampling sites individually, with r2 values ranging from 0.84 to 0.97.

CAMM precision tests conducted in Philadelphia resulted in 14 valid sample days and

296 valid sample hours. The coefficient of variation (CV) for the 24-hour CAMM measurements

was 15.9% for a mean concentration of 22.3 µg/m3. The two instruments showed good agreement

(slope = 0.95) and were highly correlated (r2 = 0.89) for 24-hour measurements. Comparison of

one-hour CAMM data resulted in an r2 of 0.75, a slope of 0.97, and a CV of 28.1%. Harvard

Impactor precision tests across all cities showed good precision with a CV of 4.6% (222 sample

days, r2 = 0.99, slope = 1.006). The high CV observed for the CAMM precision can partly be

explained by the sealing mechanism of the Fluoropore filter. The inconsistent sealing resulted in

leaks of the system which led to a variable baseline. Much work is currently being done on the

design of the CAMM in order to better seal the filter material and thereby reduce some of the

instability of the hourly CAMM measurements.

In an effort to examine whether the differences of the mass measurements between the HI

and CAMM are due to losses of the semivolatiles, we investigated the relationship between the
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observed differences and the total nitrate, nitrate lost and total organic carbon. No relationships

were found for the individual sites or for all sites combined. A possible explanation is that the

precision of the CAMM hourly measurements was not sufficient enough to investigate whether a

relationship existed between the differences in the mass concentrations and the semivolatile

components. By improving the sealing mechanism we hope to address this issue in the future.

A comparison of one-hour averages for the CAMM and the Tapered Element Oscillating

MicroBalance (TEOM ; Rupprecht and Patashnick) was done during an indoor study in

Swampscott, MA in November of 1998. The two methods were highly correlated (r2 = 0.90) for

124 valid sample hours. The regression equation for the two methods is: TEOM (µg/m3) =

CAMM*0.90 - 1.83. The CAMM concentrations were corrected using an estimated average

density of 1.7 g/cm3. Figure 8 shows the relationship between the one-hour PM2.5 concentrations

for the CAMM and TEOM.

CONCLUSIONS

A novel monitoring technique has been developed that makes it possible to continuously

measure fine particle mass. Features of this continuous monitor include: a) measurement of

particle mass at ambient temperature; b) use of a filter tape transport system that makes it

possible to expose a new segment of the filter membrane for sampling periods of 60 minutes or

less to minimize adsorption/desorption phenomena; c) use of a NafionTM diffusion dryer system

that reduces relative humidity to 40% or below to remove particle-bound water; e) use of a single

pumping unit for all sampling channels and; g) unattended operation because of its filter

transport system. The response is independent of particle size, however, it does depend on the

square root of the particle density and this can introduce uncertainties on the order of 10% for
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typical atmospheric measurements. Reducing the relative humidity to below 40% with the

NafionTM diffusion dryer may cause an increase of the nitrate lost through volatilization of

ammonium nitrate. However, the 1-hour sampling duration, sampling at ambient temperatures

and the small pressure drop across the filter are all characteristics to overall minimize losses of

semi-volatile species.

A series of field studies, conducted in seven U.S. cities with different PM2.5 chemical

compositions indicated excellent overall agreement between the CAMM and the Harvard

Impactor. Based on 211 valid daily samples, the correlation between the 24-hour average

Harvard Impactor and the CAMM concentrations was high (r2 = 0.90). The average CAMM-to-

HI concentration ratio was 1.07 (± 0.18). Both Boston and Philadelphia showed high correlations

(r2 of 0.97 and 0.94 respectively; Table 2). This is expected given the stable nature of the

Northeast aerosol which, particularly in the summertime, is dominated by sulfates. Conversely,

Riverside, the only site in which a significant fraction of nitrate loss was observed, showed the

lowest correlation (0.84), which may be a result of a less stable aerosol with high concentrations

of ammonium nitrate. In Riverside, approximately 40% of the nitrate (10% of total mass) was

lost off the Harvard Impactor (or the FRM) sample as compared with the total particulate nitrate

as measured by the HEADS. However, as discussed earlier, the lack of an observable relationship

between the differences of the mass measured by the CAMM and HI for each sample day and the

measured nitrate and organic carbon, may again, be attributed to the insufficient seal of the

Fluoropore filter. Future laboratory and field studies, using a reengineered instrument that

sufficiently seals the filter material, will focus on assessing and quantifying the ability of the

CAMM to measure semi-volatile compounds with minimal losses.

In conclusion, the laboratory and field studies have demonstrated that the CAMM is a
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suitable and cost-effective method for semi-continuous particulate mass measurements.

Currently, our research efforts related to this technology include the development of other

monitors that can be used to measure particle size, particle density, and microenvironmental and

personal PM exposures.
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TABLE 1.  Sampling locations and schedule.

Sampling Location Sampling schedule

Riverside, CA 15 August 1997 - 20 September 1997

Boston, MA 10 September 1997 - 30 September 1997

Chicago, IL 10 October 1997 – 15 November 1997

Dallas, TX 5 December 1997 - 20 January 1998

Phoenix, AZ 10 December 1997 – 25 January 1998

Bakersfield ,CA 10 February 1998 – 25 March 1998

Philadelphia, PA 1 August 1998 – 1 September 1998
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TABLE 2: Results of CAMM and Harvard Impactor measurements from seven cities

Site Season

Average
Harvard
Impactor

Concentration
(µg/m3)

Average
CAMM

Concentration
(µg/m3)

CAMM
/ HI

Ratio

Valid
Sampling

Days
Correlation

(r2)
Slope

Bakersfield Spring 18.4 20.6 1.12 46 0.95 1.09

Boston Summer 15.2 17.1 1.12 18 0.97 1.16

Chicago Fall 16.8 17.8 1.06 31 0.90 1.06

Dallas Winter 11.7 12.1 1.04 34 0.90 1.03

Philadelphia Summer 21.1 21.8 1.04 18 0.94 0.95

Phoenix Winter 22.5 23.1 1.02 32 0.86 0.98

Riverside Summer 18.4 20.3 1.11 32 0.84 1.08

Combined 17.7 18.9 1.07 211 0.90 1.05
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TABLE 3: Average concentrations of chemical components in seven cities. Sulfate and
nitrate concentrations are determined from the HEADS. Organic carbon (OC) and
elemental carbon (EC) concentrations are determined using the thermal/optical reflectance
(TOR) method from particles collected on a quartz filter. The OC measurements were
multiplied by the hydrocarbon conversion factor (1.4).

Site

Valid
Sampling

Days

Sulfate
(SO4

+2)
(µg/m3)

Nitrate
(NO3

-)
(µg/m3)

Organic carbon
(OCx1.4)
(µg/m3)

Elemental
carbon (EC)

(µg/m3)
Bakersfield 46 1.0 5.6 6.8 1.5

Boston 18 4.6 0.4 6.4 1.2

Chicago 31 3.0 3.2 5.2 1.4

Dallas 34 1.8 2.1 5.4 1.3

Philadelphia 18 7.7 0.6 6.0 1.5

Phoenix 32 0.7 3.9 10.6 3.7

Riverside 32 2.8 4.4 9.1 1.9
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FIGURE 1:  Schematic of the Continuous Ambient Mass Monitor (CAMM)
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FIGURE 2: Schematic of the experimental set-up for the laboratory characterization of the
CAMM
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FIGURE 3:  Increase in pressure drop per unit time and mass concentration vs.
aerodynamic particle diameter for CAMM without virtual impactors. The silica beads have
been corrected for density.
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FIGURE 4: Concentration enrichment as a function of particle aerodynamic diameter for
the 1.0µµµµm 50% cutpoint virtual impactor (1st virtual impactor), the 0.40µµµµm 50% cutpoint
virtual impactor (2nd virtual impactor) and the two virtual impactors in series
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FIGURE 5:  Increase in pressure drop per unit time and mass concentration vs. particle
aerodynamic diameter for CAMM with two round nozzle virtual impactors. The silica
beads have been corrected for density.
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FIGURE 6: CAMM laboratory calibrations using Teflon filter as mass reference. All
CAMM concentrations have been corrected for density.
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FIGURE 7: CAMM vs Harvard Impactor 24-hour average PM2.5 concentrations for seven
cities (Riverside, Chicago, Boston, Phoenix, Dallas, Bakersfield and Philadelphia)
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FIGURE 8: The relationship between 124 one-hour indoor PM2.5 concentrations for the
CAMM and TEOM in Swampscott, MA (r2 = 0.90). The CAMM concentrations have been
corrected for density using the estimated average density of 1.7 g/cm3.
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EXECUTIVE SUMMARY
We describe the results of a six-city (Riverside, Chicago, Dallas, Phoenix,

Bakersfield, and Philadelphia) study of inorganic and organic constituents of  PM2.5

(particles with aerodynamic diameters smaller than 2.5 µm). Data from a variety of

samplers operated by the Harvard School of Public Health (HSPH), Brigham Young

University (BYU), Aerosol Dynamics Inc. (ADI), and Air Resource Specialists Inc.

(ARS) are analyzed to characterize the effectiveness of a variety of established and novel

sampling techniques for PM2.5 mass and chemical speciation based on quartz, Teflon,

nylon, and/or carbon-impregnated filter collection of discrete aerosol samples.  Some

samplers employed denuders to remove gas-phase compounds such as nitric acid, sulfur

dioxide, and volatile organic compounds which might be expected to confound accurate

quantification of particle phase chemical speciation.  In addition, several in situ samplers

including the ADI nitrate analyzer, the HSPH Continuous Aerosol Mass Monitor

(CAMM), a black carbon aethalometer, and a nephelometer were used and their results

compared with those from the discrete samplers.  Data from the samplers provide

snapshot, approximately 1-month characterizations of 24-h and study average PM2.5

composition at the six urban locations.  Additionally, we used the results of field tests of

carbon denuder efficiency at Bakersfield and comparisons of different carbon sampler

configurations at Riverside, Chicago, Dallas, Phoenix, and Bakersfield to characterize the

impacts of sampling assumptions typically made by different investigators to estimate

PM2.5 carbon concentrations.

PM2.5 mass measurements on the Federal Reference Method (FRM)-equivalent

Harvard Impactor (HI) agreed within approximately 15% with PM2.5 mass estimates

based on reconstructions from discrete chemical component samplers on study averages.

At Riverside and Dallas, most reconstructed mass estimates exceeded the HI mass

measured, but at the other sites, the reconstructed masses were smaller than that

measured on HI.  We hypothesize that the unidentified mass may be attributable to

particle-phase water.  Despite the relatively close agreement between the FRM equivalent

sampler and the mass reconstructions on a study average basis, larger discrepancies were
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apparent on 24-hour averages.  Increasing sampling temperature tends to increase losses

of volatile components from HI samples while increasing RH increases the fraction of

HI-collected mass that is unaccounted for in chemical speciation analyses.
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INTRODUCTION

Background

In July, 1997, the United States Environmental Protection Agency (EPA)

promulgated new standards regulating concentrations of fine particulate matter in the

lower atmosphere.  These regulations 1) retained the previously established limits for

PM10 (particles with aerodynamic diameters smaller than 10 µm), 2) set new limits on the

concentration of particles with aerodynamic diameters smaller than 2.5 µm (PM2.5), and

3) established a Federal Reference Method (FRM) for sampling to determine compliance

with the standard.  Elevated concentrations of fine particles have been correlated with

adverse health outcomes in epidemiological studies.  Fine particles are also a major

contributor to visibility impairment by regional haze.  The proposed standards would

regulate PM on both a 24-h and annual basis.

We describe here the results of a study undertaken shortly after promulgation of

the new standard and FRM designation.  This research was designed to respond to the

urgent need for improved data on fine particle concentrations in urban areas of the United

States and to test new and existing methods for sampling PM2.5.  Prior to promulgation of

the new standard, PM2.5 concentrations were not routinely collected in most areas of the

United States.  As such, implementation of the standards was delayed to allow

completion of three years of monitoring (through July, 2000) to determine the NAAQS

attainment status of every county in the United States.  These determinations as well as

the future attainment status of currently out of compliance areas will be based on

measurements collected with the newly designated FRM.

PM2.5 Sampling Issues

The prescribed Federal Reference Method (FRM) for PM2.5 mandates collection

of particulate matter passing through a 2.5 µm size-selective inlet on a single Teflon

filter.  In operation, a 24-hour integrated sample is collected on a filter, which is later

equilibrated at controlled temperature and relative humidity (RH) conditions in a

laboratory, and then weighed to determine the mass of the deposited particulate matter
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(PM).  Sampling must be conducted at ambient temperature conditions (within 5oC), and

the collected samples must be equilibrated at 30-40% RH and 20-23oC for 24 hours prior

to their gravimetric analysis (Federal Register, 1997).  This specified method will also be

used to evaluate potential equivalent methods to minimize discrepancies among different

equivalent samplers.  However, the accuracy of the FRM itself for determining aerosol

mass at the point of sampling is questionable due to potential errors introduced by

volatilization or condensation of inorganic and organic compounds such as ammonium

nitrate and some hydrocarbons which readily partition between the gas and particle

phases.  Furthermore, most existing PM2.5 data collected with FRM samplers have been

gathered in rural settings.  The differences in chemistry and PM composition between

urban and rural settings raise questions about the adequacy of the FRM for assessing

PM2.5 concentrations in higher population density areas.

The PM2.5 FRM presents additional limitations: 1) it requires a sequential

sampling unit to collect two to seven daily samples per week; 2) it requires both an

environmentally controlled balance room and extensive labor to weigh the filters and; 3)

it does not provide short term measurements.  Capital investment and labor costs for

purchase and operation are substantial, but very little will be learned about the diurnal

variability of fine particle concentrations.  A 24-hour average measurement may not

adequately represent actual human exposure.  Detailed temporal information is needed

for both understanding particle health effects and developing sound mitigation strategies.

Because of sensitivity limitations, the FRM gravimetric method may not be adequate to

obtain short term measurements (less than 12-24 hours).  Finally, the proposed FRM can

not provide immediate data that are necessary to calculate Air Pollution Indices (APIs).

Development of equivalent continuous fine particle methods will make it possible to

obtain richer data sets and to establish comprehensive monitoring networks that provide

information on temporal and spatial variability of particle mass concentration in a cost-

effective way.

While particle mass is the parameter subject to regulation, data on particle

chemical composition and size are needed to understand their origins and sources, and to

evaluate the relationships between specific chemical constituents and potential
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environmental and health consequences.  Automated monitoring methods, such as are

now available for specific gaseous pollutants such as ozone and carbon monoxide, have

made it possible to obtain high-time resolution, continuous ambient concentration data

for these gases at reasonable cost.  Equivalent monitoring methods are needed for fine

particles.  Filter-based particle collection and analysis as is now done is costly, and often

results are not known until some months after the sample was collected.  As the need for

particle data grows with new regulation, advances in particle measurement methods will

become essential.  However, before automated methods can be used routinely, they must

be tested against the more traditional filter-based approaches including the Federal

Reference Method for PM2.5.  While we are beginning to understand the limitations of the

filter-based approaches, the reliability and limitations of newer automated methods

remain to be explored.

Many PM2.5 components are either volatile or chemically reactive.  The volatile

components of greatest concern include ammonium nitrate, whose gas-solid equilibrium

constant varies substantially with air temperature, and condensable organic compounds

(COCs).  Compounds we refer to here as COCs have been widely labeled as semivolatile

organic compounds (SVOCs or SOCs).  SVOCs are classified using an organic

compound’s vapor pressure to estimate whether it is likely to exist predominantly in the

gas phase, predominantly in the particle phase, or in some dynamic equilibrium between

the phases.  However, vapor pressure alone may not be sufficient to assess a compound’s

tendency to fractionate into one phase or the other.  Additional factors such as water

solubility of the compound and water content or chemical composition of the aerosol

particles may also impact gas-particle partitioning in the atmosphere (Saxena and

Hildemann, 1996).  To differentiate our terminology from that previously used, we define

COCs as organic compounds that have at least 1% of their airborne mass in both the

particle and gas phases.

Performance of the FRM is expected a priori to be a function of the sampling

location and time of the year.  For instance, in locations such as Southern California and

Phoenix where nitrate and organics are known to constitute a substantial portion of the

fine particle mass, the FRM-measured PM2.5 concentration may underestimate PM2.5
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actually present in the air as it enters the sampler.  In eastern U.S. locations, these errors

should increase during the winter and decrease during the summer because nitrate

contributions to PM2.5 are generally larger during the winter than the summer.  Clean Air

Act Title IV mandated sulfur dioxide emission reductions during the years 1995-2000

have already begun to alter the composition of eastern U.S. aerosol.  Labile substances

may constitute a larger portion of the fine particle mass in the future.  Thus, tests being

conducted during 1996-97 may overstate the performance for “post-Title IV” aerosol in

the eastern U.S.  Considering all these factors, a credible evaluation of the FRM ought to

demonstrate the relationship between the method performance and the particle

composition over a broad range of locations.

Study Objectives

This study has two main objectives: 1) investigate the extent to which PM2.5

measurements made with Teflon filter-based samplers differ in mass and chemical

composition from aerosol particles at the point of sampling or inhalation and 2) test and

intercompare several continuous and discrete samplers designed to quantify PM2.5 mass

or chemical composition.   The first objective requires quantification of the amount and

composition of labile fine PM lost from single filter-based sampling methods (e.g., the

proposed FRM) as a function of season and location.  Because this objective requires

accurate chemical characterization of particle mass and chemical component

concentrations, we address the second goal of testing new and existing particle sampling

methods first in this report.  This is accomplished through intercomparisons of data from

several collocated samplers including continuous monitors for mass, nitrate, light

scattering, and black carbon and discrete monitors for mass, sulfate, nitrate, ammonium,

organic and elemental carbon, and other elements.  In addition, we also measure

inorganic gas-phase compounds (sulfur dioxide, nitric acid, and ammonia) which could

potentially act as interferents to particle-phase measurements, as well as temperature and

relative humidity.  The results reported here will have immediate value in providing more

robust fine particle sampling and concentration data to be considered in the debate

concerning the promulgation of the fine particle standard and the selection of the FRM.

Over the longer term, by quantifying the reliability of the FRM and conventional particle
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sampling technology we hope to create an impetus for improving these methods.  In the

coming decade a proliferation of private and public sector multiyear experiments in urban

and nonurban locations is expected.  These experiments will create the data needed for

designating nonattainment areas and for preparing the state implementation plans (SIPs).

Our study can act as a technology assessment forerunner to help design these multiyear,

multilocation particle sampling networks.
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EXPERIMENTAL

Sampling Locations and General Conditions

PM2.5 measurements were conducted at sites in six cities at the places and dates

listed in Table 1.  The six sites represent a cross section of regional and climatological

conditions.  Riverside in August, 1997 and Philadelphia in August, 1998 may be

representative of western and eastern cities, respectively, in the summer.  Chicago

provided data from an eastern city in the fall, although the weather was unseasonably

cold and perhaps more representative of winter.  Phoenix, Bakersfield, and Dallas

provide data from two western cities and one southern city the winter.  The study period

in Dallas was characterized by extremely clean conditions.  Precipitation was

uncharacteristically frequent and heavy at Bakersfield during the study.  Sampling

protocols used at the six sites were pilot tested in a brief study conducted in Birmingham,

AL in November, 1996 (HSPH report, 1998).  While data from the brief sampling periods

at each site (between 18 and 56 days) do not allow complete characterization of the

seasonal or annual trends in aerosol composition or mass, they give a “snapshot” look at

conditions that may occur.

Discrete (Filter-Based) PM2.5 Samplers

Mass

Discrete PM2.5 mass samples were collected at all six sites with a Harvard

Impactor (HI), a low flow particle sampler that uses an oiled impactor plate to minimize

particle bounce and provide a sharp cut point.  The PM2.5 HI sampler consists of an inlet,

an impaction plate, and filter mounted in a plastic holder.  In its standard configuration,

the HI sampler flow is 10 L min-1.  The concentration of particles was determined from

the calculated mass change on a 37 mm Teflon filter (Teflo , Gelman Sciences) by

precise weighing under controlled temperature and relative humidity conditions and the

total volume of air sampled (at local temperature and pressure).  To improve the precision

of the HI for method comparison studies, filters were weighed twice before and twice

after exposure, and the mean of the two on and two off weights was used to determine the
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net mass.  If the difference between any pair of filter weights exceeded 10 µg, a third

weighing was done.  Filters were equilibrated in a temperature and relative humidity

controlled weighing room at least 48 hours prior to being weighed, both before and after

sampling.  These techniques reduced the uncertainty of the net exposed filter mass to less

than 10 µg, or the equivalent of less than 0.8 µg/m3 PM concentration for the 10 L min-1

HI configuration and a 24 hour sample duration.

Inorganic Ions (Sulfate, Nitrate, Ammonium)

Several methods to quantify concentrations of PM2.5 inorganic ions were used in

this study.  The methods for each ion are summarized in Tables 2 – 4.  The Harvard-EPA

Annular Denuder Sampler (HEADS) method (Figure 1) is described and evaluated in

Koutrakis et al. (1988), Ellestad, et al. (1991), and an ORD-USEPA publication (1992).

Briefly, each of the two HEADS systems use a Teflon front filter (F1) to collect PM2.5

particles.  Air sampled at 10 L min-1 first travels through the inlet section where a glass

impactor removes particles larger than 2.1 µm and then through two annular denuders

coated with sodium carbonate (D1) or citric acid (D3) to remove acidic and alkaline

gases, respectively.  The HEADS systems differ in the backup filters employed to capture

particle phase constituents (nitrate and ammonium in Full HEADS and nitrate in the

Nylon configuration) volatilized from the Teflon front filter during sampling.  Full

HEADS employs a pair of sodium carbonate coated glass fiber filters (F2 and F3) to

collect volatilized nitrate and a citric acid coated glass fiber filter to trap ammonium.  The

F2 filter collects nitric acid from the nitrate volatilized off of the F1 Teflon filter, and the

F3 filter is used to correct the nitrate found on the F2 filter for possible interference from

ambient NO2 (the nitrate lost from the F1 filter is F2 nitrate minus F3 NO3).  The total

nitrate value for this method is thus the nitrate concentration measured on F1+F2-F3.   In

Nylon HEADS, the filter pack has only Teflon and Nylon filters – there are no coated

glass fiber filters.  The Nylon (Gelman Nylasorb) filter (FN) is sandwiched immediately

downstream from the Teflon filter to absorb any volatilized HNO3 from the Teflon filter

with minimal losses from other surface reactions in the filter holder.  Nitrate in this

system is given by nitrate on F1+FN.  Only a Nylon HEADS was available at

Philadelphia.
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The BYU Annular Denuder and ChemSpec Samplers (ADS and CCS,

respectively, Figure 2) both incorporate a set of sodium carbonate/glycerine-coated

annular denuders to remove sulfur dioxide and nitric acid.  The ChemSpec was also

sometimes equipped with a sodium chloride denuder designed to enhance removal of

ammonia.  In both samplers, the denuders were preceded in the sample train by a Teflon-

coated impactor inlet with a 50% cutpoint at 2.5 µm and a flow rate of 18 L min-1.

Teflon and nylon filters analyzed for nitrate and sulfate by IC followed the denuders.

Negligible sulfate was detected on the nylon filters in either sampler, so PM2.5 sulfate is

simply that collected on the Teflon filter.  Nitrate is the sum of the two filters.

The High Volume BYU Organic Sampler System (Big BOSS, Figure 3) has been

described previously by Eatough et al. (1993) and Cui  et al. (1998).  Air sampled at 170

to 210 L min-1 passed first through a multi-channel diffusion denuder whose surfaces

were coated with carbon impregnated filter paper sheets and then through a quartz and an

Empore carbon-impregnated filter in series.  The flow through the Empore filter was

controlled by a mass flow controller to less than 25 L min-1.  Nitrate and sulfate on the

two filters were quantified by ion chromatography (IC) in BYU’s laboratory.  PM2.5

sulfate is calculated as the mass collected on the quartz filter while nitrate is the sum of

the quartz and Empore filter measurements.  At the Big BOSS sample flow rates, the

denuder’s ability to quantitatively remove gas-phase interferents suffers (Cui et al.,

1998).

The Particle Concentrator-BYU Organic Sampling System (PC-BOSS, Figure 4),

a new sampler recently described by Eatough et al. (1999), removes gas-phase

carbonaceous compounds, nitric acid and ammonia from the aerosol stream using a

particle concentrator designed to separate the incoming air flow into minor and major

flow channels.  Air entered the particle concentrator after passing through the size

selective inlet at approximately 200 L min-1.  In the concentrator, the air stream was split

into two flows: the minor flow contained concentrated particles in the 0.1 to 2.5 µm

diameter range, and the major flow contained approximately 75% of the gas volume and

the majority of the particles smaller than 0.1 µm in diameter.  Small losses (on the order

of 5-10%) of particles from the air stream occurred in the particle concentrator.  The
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minor flow stream then passed through a carbon denuder assumed to remove the

remaining gas-phase carbon, nitric acid, and ammonia.  Following the denuder, this flow

path was split again with half passing through a quartz filter followed by an Empore

carbon filter designed to capture particle-phase carbon and nitrate volatilized from the

quartz filter during sampling and the remainder passing through a Teflon front filter

followed by a nylon back-up filter to catch nitrate volatilized from the Teflon filter.

Particles were also collected from the major flow path using a single quartz filter with no

back-up filter. All filters were analyzed for nitrate and sulfate by IC.  PM2.5 sulfate is the

sum of the minor flow quartz or Teflon filter and the major flow quartz filter

measurements.  For nitrate, volatilized nitrate collected on the Empore or nylon backup

filters is added as well.

Carbon

Particle-phase carbon samplers used in this study are summarized in Table 5.  Big

BOSS and PC-BOSS quartz and Empore filters were analyzed for carbon by temperature

programmed volatilization (TPV) (Cui et al., 1998; Eatough et al., 1989; Eatough et al.,

1990).  Briefly, gases evolved with a linear temperature ramp were converted to carbon

dioxide (CO2) at 1200 °C over a barium chromate-silver catalyst bed and detected using a

non-dispersive infrared detector.  The total integrated area from 50 to 750°C gives total

carbonaceous material on the filter.  Carbon evolved above 500 °C is assumed to be

elemental carbon.  In the Big BOSS, PM2.5 elemental carbon is that collected on the

quartz filter.  Total PM2.5 carbon is obtained by summing the front filter quartz and the

Empore values.  Because of slight denuder breakthrough by gas-phase organic carbon,

the front quartz filter total carbon measurement was corrected by ignoring carbon evolved

in the first thermogram peak (below 170 °C) in the TPV analysis.  This adjustment is

justified based on comparisons of denuded and undenuded filter analyses (Cui et al.,

1998).  PC-BOSS total carbon is calculated by summing the minor flow quartz and

Empore filters with the major flow quartz filter.  Since the major flow is undenuded, the

carbon mass collected on this filter was corrected as described for Big BOSS.

The two Harvard Carbon Sampler configurations used at all sites in this study are

shown schematically in Figure 5.  These samplers are labeled UND and DEN to denote



10

undenuded and denuded, respectively.  Each sampler configuration consisted of two 47-

mm diameter quartz fiber filters arranged in series following a virtual impactor with a

nominal particle aerodynamic diameter cut point of 2.5 µm.  Only an undenuded sampler

was employed at Philadelphia.  Air was sampled at 10 L min-1.  The front quartz filter in

all samplers is designated as Quartz Filter A (Qa) and the backup as Quartz Filter B (Qb).

In sampler UND, the air stream passed directly from the size selective inlet to Qa and

then to Qb.  An aluminum parallel plate denuder with charcoal–impregnated filter

surfaces was inserted into the air stream between the inlet and Qa in sampler DEN.  The

denuder was replaced with clean carbon-impregnated filter paper approximately every 2

weeks in an attempt to mitigate errors caused by gas-phase breakthrough of gas phase

organic carbon.  However, theoretical denuder efficiency calculations depend on several

assumptions including complete, irreversible adsorption of gas-phase contaminants on

denuder surfaces and laminar flow through the denuder chamber.  More accurate

estimates of denuder field efficiency could be determined experimentally by quantifying

the inlet and outlet concentrations of the gas-phase compound or compounds of interest.

We attempted to quantify field denuder performance using two additional sampler

configurations at Bakersfield.  These samplers, labeled as UPF (undenuded with prefilter)

and DPF (denuded with prefilter) in Figure 5, were analogous to samplers UND and

DEN.  However, the additional samplers at Bakersfield included Teflon pre–filters (TPF)

immediately after the size selective inlet.  The TPF in samplers UPF and DPF was

intended to selectively remove airborne particles from the sampled air stream without

significantly disturbing the gas-phase COC concentration.  For sampler UPF, the Teflon

pre–filter preceded Qa and Qb.  No denuder was used.  For sampler DPF, the TPF was

followed by a denuder and then by Qa and Qb.  The Teflon filter in sampler DPF removed

particle-phase material prior to the air stream entering the denuder, so carbon detected on

Qa and Qb originated from gas-phase or volatilized particle-phase organics that the

denuder failed to collect.  We used carbon detected on Qa and Qb in the UPF sampler to

estimate the gas phase concentration entering the DPF denuder as described below.

Prior to sampling, all filters used in this study were pre-fired in an oven at 900 ºC

for at least four hours to remove any carbon contamination.  The filters were tested for
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carbon levels before use.  Those filters that exceeded 1.5 µg cm-2 organic carbon, 0.5 µg

cm-2 elemental carbon, or 2.0 µg cm-2 total carbon were discarded.  The average pre-fired

blank levels were 0.41 ± 0.2 µg organic carbon cm-2 of filter area, 0.03 ± 0.2 µg

elemental carbon cm-2, and 0.44 ± 0.2 µg total carbon cm-2.  Because pre-fired filters may

absorb organic vapors during shipping and storage, the lower quantifiable limit (LQL) for

analysis of filters from each city was determined from the variability in the results of

analysis of dynamic (field) blanks from each site and in regularly collected collocated

samples.  The average field blank filter masses for all of the sampling sites were 0.27 ±

0.15 µg for organic carbon, 0.01 ± 0.04 µg for elemental carbon, and 0.29 ± 0.18 µg for

total carbon.  We defined the LQL as 3 times the larger of the standard deviation in the

field blank values and the average root mean squared (RMS) difference in replicate

analyses of selected filters.  For all five study sites, the average RMS difference in the

replicate sample analyses was greater then the standard deviation of the field blank

values.  The average LQL concentrations for the five sites were 1.22 µg m-3 for organic

carbon, 0.55 µg m-3 for elemental carbon, and 1.60 µg m-3 for total carbon.

Harvard Carbon Sampler filters were analyzed for total carbon by Thermal

Optical Reflectance (TOR) as described elsewhere (Chow et al., 1993) at the Desert

Research Institute in Nevada.  For sample deposits containing more than 10 µg cm-2 of

carbon, precision is better than ± 3%.  Precision (reproducibility in replicate analyses of

the same filter) of the split between the organic and elemental carbon fractions is

generally better than 5% of the total measured carbon.  The accuracy of the TOR method

for total carbon determined by analyzing a known amount of carbon is ± 5% (Chow et

al., 1993).

Continuous (In Situ) PM2.5 Samplers

Mass

A Continuous Ambient Mass Monitor System (CAMM, Figure 6), which

measures particle mass concentrations based on the continuous measurement of the

pressure drop across a porous membrane filter (NucleporeTM) was used at all sites to

determine 5-minute average PM2.5 mass.  Pressure drop across the filter is proportional to

the particle mass concentration.  The filter face velocity is chosen such that pore
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obstruction by interception is the dominant cause of particle related pressure drop change

over time.  The monitor is comprised of a filter tape to collect particles, a filter tape

transportation system to allow for several weeks of unassisted particle sampling, a system

to measure the pressure drop across the filter, a diffusion dryer to remove particle-bound

water, and an air sampling pump.  The monitor exposes a new segment of filter tape

every 20 to 60 minutes for particle collection.  During this period, particles collected on

the filter are expected to remain in equilibrium with the sample air since the composition

of ambient air is assumed to not vary substantially over this short time period.

Volatilization and adsorption errors are expected to be minimized relative to those

encountered with discrete samplers, since measurements are made at ambient temperature

for short time periods and at low face velocity.  This technique maintains a constant gas-

particle equilibrium for SVM components of the aerosol after collection on the filter

which should theoretically reduce errors due to volatilization of collected particle-phase

compounds.  Furthermore, since the sample air is passed through a NafionTM diffusion

dryer prior to its collection, the method is consistent with the Federal Reference Method

(FRM), which requires particle mass to be measured at a relative humidity of 40% to

remove particle-bound water.  The CAMM method for PM2.5 has a detection limit of 2 µg

m-3 for a 1-hour mean.

Nitrate

The Automated Nitrate Monitor developed by Aerosol Dynamics Inc. (Figure 7)

was used to measure PM2.5 nitrate at Riverside.  The instrument provides automated

measurement of PM2.5 nitrate concentrations with a time resolution of 10 minutes.

Analysis of collected nitrate is accomplished using a similar approach to the manual

method that has been used for over twenty years to measure the size distribution of

sulfate aerosols (Hering and Friedlander, 1982).  However, in the ADI instrument,

particle collection and analysis have been combined into a single integrated collection

and vaporization cell (ICVC), which facilitates automation.  Particles are collected on a

metal strip in the ICVC for 8 minutes using a humidified impaction process.

Humidification of the sampled air stream eliminates particle rebound from the collection

surface without the use of grease (Winkler, 1974 and Stein et al.,1994).  Interference
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from vapors such as nitric acid is minimized by a denuder upstream of the humidifier.  At

the end of the 8 minute particle collection phase, the cell is purged with clean nitrogen

gas and the metal strip is rapidly heated to flash vaporize nitrate from the collected

particles into the nitrogen stream.  Nitrate is quantified by a chemiluminescent NOx

analyzer, similar to that described by Yamamota and Kousaka (1994).  The integral of the

resulting NOx peak is proportional to the deposited aerosol nitrate. After a 90 second

analysis step, the system returns to sample collection mode, initiating the next 8-min

sample at the beginning of the next 10-min period.  Additional detail on the development

and testing of the ADI nitrate monitor has been reported elsewhere (Hering et al., 1999).

Black Carbon

An aethalometer was used at all study sites to continuously (5 minute averages)

measure black carbon concentrations using light absorption.  Black carbon is expected to

compare well with EC measured on the quartz filter because elemental carbon is the

dominant optically absorbing material in submicron PM (Hansen and Rosen, 1990;

Gundel et al., 1984; Hansen et al., 1984; Wolff, 1981, Allen et al., 1999).  The

aethalometer operates at a flow of 4 L min-1 and passes ambient air through a quartz-fiber

filter tape which is compared optically to a reference portion of the tape to determine the

increment of light absorbing material per unit volume of sampled air.  At a constant

airflow, the deposition rate of BC on the filter is proportional to its mass concentration

and gives a corresponding rate of increase of the optical attenuation.  This rate of increase

is converted to a black carbon concentration by dividing by a conversion factor of 19 m2

g-1.  The method is described in further detail elsewhere (Hansen, et al., 1984, Allen et

al., 1999). The model AE-16U Aethalometer which measures optical absorption at 880

nm was used in Bakersfield, Chicago, Dallas, Phoenix and Riverside, and the model AE-

20UV Aethalometer with a dual channel design that measures BC at 880 nm absorption

and also optical absorption at 325 nm in the near ultraviolet was used in Philadelphia.

The UV channel responds strongly to species present in fresh diesel exhaust and tobacco

smoke, but was not analyzed for this paper.
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Inorganic Gas Measurements

Three inorganic gases (sulfur dioxide, nitric acid, and ammonia) were quantified

at the six measurement sites by extracting the HEADS denuders and analyzing by IC.

The sodium carbonate denuders captured sulfur dioxide and nitric acid while the citric

acid denuder collected ammonia.

Meteorology and Light Scattering

Continuous temperature, relative humidity, and nephelometry data were collected

at all sites except Philadelphia by Air Resource Specialists.  These data were averaged

over 5-minute periods throughout each study period.  Light scattering data were collected

with an Optec NGN-2 Ambient Nephelometer equipped with a solar radiation shield and

temperature and relative humidity were measured with a Rotronic MP-100F Air

Temperature/Relative Humidity Sensor equipped with and aspirated shield.  Both

instruments were mounted on towers at a height of approximately 4 m above the ground

surface.  Temperature data from the Rotronic sensor and pressure data from state

monitoring sites near the study sites were converted to 24-hour averages to correspond

with discrete sampler collection periods.  These averages facilitated calculation of

pollutant concentrations at ambient temperature and pressure.  Overall study site statistics

for 24-h temperature and relative humidity averages are summarized in Tables 6 and 7.
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DATA ANALYSIS METHODOLOGY

Sampler Intercomparison

We approached the problem of comparing data from different samplers with two

goals: 1) assuring that the samplers were expected to measure the same quantity and 2)

investigating whether any observed differences are due to sampler performance and data

quality issues, to natural variability in the atmospheric components, or to fundamental

differences in the aerosol components actually being measured.  In the following section,

data from samplers measuring the same observable are intercompared wherever the

measurements are expected to be similar.  For instance, sulfate in PM is nonvolatile, so

sulfate collected on discrete sampler front filter surfaces in different samplers are

expected to agree closely.  In contrast, nitrate tends to volatilize from Teflon filters under

sampling conditions.  Sampler air flow rates may impact front filter collection of nitrate.

However, backup filters such as nylon or sodium bicarbonate-impregnated glass fibers

which chemically bind nitrate and “continuous” monitors which analyze nitrate in situ are

expected to quantitatively capture nitrate.  Thus, we compare sampler nitrate

measurements between samplers only for the sum of front and backup filters in discrete

samplers.  In the case of nitrate, we also investigate the effectiveness of the Harvard

impactor for collecting nitrate and sulfate by comparing HI and HEADS measurements.

Guide to Analyses

As stated above, the second goal of this report (PM2.5 sampling methodology

testing) is addressed first.  Toward this end, we first present discrete sampler

intercomparison data including PM2.5 inorganic ions and carbon and inorganic gases.

Collocated samples collected with the same sampler are presented first followed by

intercomparisons with other samplers measuring the same observable.  Next, we present

the results of our analysis of the Harvard Carbon Sampler denuder efficiency whose

approach is described below.  Then, discrete sampler data are compared to corresponding

averages from the continuous samplers to test the performance of these newer sampler

systems.  Finally, we present calculations of PM2.5 mass reconstructed from the sum of
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individual component concentrations on both daily and study averages as part of the first

study objective: characterization of seasonal and geographical variations in PM2.5

composition and potential implications for use of the FRM mass sampler.  Composition

analyses from the different study sites are compared and differences in the “snapshot”

results are discussed.  Each sampler correlation figure includes a statistical summary

listing means, medians, and variances for data on days when both samplers produced

valid measurements; the Deming regression slope (See Appendix) and intercept and

associated standard errors and 95% confidence intervals; and the Spearman and Pearson

correlation coefficients.  In most cases, each sampler number includes more than one

figure if a given sampler intercomparison or other analysis was conducted at more than

one site.  Figures are labeled with the figure number and a letter denoting the site to

which it refers: R =  Riverside, C = Chicago, D = Dallas, P = Phoenix, B = Bakersfield, F

= Philadelphia.  For each correlation analysis performed at two or more sites, there is an

additional figure: A = all sites.

Carbon Field Denuder Tests

Sampling methods for carbon in PM currently suffer from a decided lack of

consensus in the scientific and air pollution monitoring communities regarding how best

to accurately determine airborne concentrations at the point of sampling.  The samplers

we employed were intended either to duplicate and intercompare commonly employed

sampling techniques or to attempt to improve on the current state of the art.

Denuder systems are sometimes used in carbon samplers to mitigate adsorption of

gas-phase organic compounds on quartz filters by reducing the gas-phase organic carbon

concentration to which a quartz filter is exposed.  A denuder exploits the several orders of

magnitude slower diffusion rates of particles compared to gas molecules in air to

selectively remove gas-phase compounds from an air stream.  To achieve a near 100%

removal of gas-phase organic carbon, the time scale for air flow from the denuder inlet to

its outlet must be greater than the time scale for diffusion of organic molecules from the

air stream to the adsorbent surfaces inside the denuder.  In addition, the adsorption

process at the air-sorbent interface must be rapid relative to the rate at which diffusive
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transport delivers molecules to the interface, and the sorbent must have a very large

sorption capacity for the compounds it is designed to remove.

Laboratory measurements of the gas phase organic carbon (OC) removal

efficiency of denuders are commonly reported as greater than 99%.  However, field

sampling conditions tend to degrade denuder efficiency.  Like all physical adsorption

processes, sorption on activated carbon is governed by a reversible equilibrium – net

adsorption occurs during periods of elevated gas-phase concentration, but net desorption

begins if the gas-phase concentration drops below the value in equilibrium with OC

sorbed on the denuder.  This dynamic equilibrium leads to slow transport of organic

compounds along the length of the denuder similar to the process used to separate

compounds through gas or liquid chromatography.  In addition, other atmospheric gases,

such as water vapor, may adsorb on the denuder adsorbent surfaces and interfere with OC

sorption on the denuder surfaces and decrease its OC removal efficiency.

In our study at Bakersfield, we employed two modified Harvard carbon samplers

in addition to the two configurations operated at the other sampling sites.  These

additional samplers, illustrated in Figure 5, added a Teflon filter to the sampling train

immediately after the PM2.5 cutpoint impactor.  The Teflon filters remove particles from

the sampled air prior to contact with the denuder or filters.  We use the results of these

two samplers, one with a denuder and one without, to estimate denuder efficiency as

described below.

Denuder efficiency is related to the penetration ratio of organic gases through the

denuder, η, which is the ratio of the outlet to the inlet concentration.  Efficiency, ε, is

simply 1 – η or

in,g

out,g

C
C

11 −=η−=ε (1)

where Cg,out and Cg,in are the gas phase organic compound concentrations at the denuder

outlet and inlet, respectively.  For laboratory tests with single or multiple known

compounds, Cg,out and Cg,in are readily obtained by sampling a portion of the inlet gas and

outlet gas with a gas chromatograph or similar instrument.  For analytical convenience,

Cg,in is normally held constant.  Field efficiency tests are complicated by variable inlet



18

concentrations and organic compound composition and by more difficult quantification

of the denuder inlet and outlet concentrations.

The Teflon pre-filter is assumed to remove particles from the air stream before

they encounter the front quartz filter, so carbon detected on the quartz filters should only

be due to gas-phase OC or volatilized particle-phase OC which pass through the Teflon

pre-filter (and denuder in DPF).  This assumption is confirmed by elemental carbon

analysis of the front quartz filter in the two modified samplers which detected negligible

EC on either front quartz filter.  At low (significantly smaller than individual organics’

saturation vapor pressures) gas-phase OC concentrations, sorption of organics on quartz

is generally assumed to be governed by a linear isotherm (Goss, 1993; Storey et al.,

1995):

gqs CKm = (2)

where ms is the mass sorbed per unit mass of the sorbent (µg µg-1), Kq is the equilibrium

partitioning coefficient (m3 µg-1), and Cg is the gas-phase OC concentration (µg m-3).  We

assume that the sorptive characteristics of the gas-phase OC on quartz during a given 24-

hour sampling period is described by a single, constant value of Kq.  Also, Kq is assumed

to be concentration independent over the 24-hour concentration range and insensitive to

changes in the mixture of individual gas-phase compounds resulting from preferential

sorption in the denuder or on the quartz filters.  Based on these assumptions, the gas-

phase concentration of quartz-sorbable OC in sampled air can be calculated from the ratio

of OC collected on two sequential quartz filters (QFA = front filter and QFB = backup

filter) as follows.  Combination of mass balance equations on OC in the sampled air

before and after it encounters each filter and the equilibrium isotherms (equation 2) for

OC in the gas and quartz-sorbed phases on each filter gives the following system of four

equations in four unknowns:

A,gq
f

sampQFA CK
M

VC
= (3)

B,gq
f

sampQFB CK
M

VC
= (4)

A,gQFA0,g CCC += (5)
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B,gQFBA,g CCC += (6)

where CQFA and CQFB are the OC “concentrations” obtained by dividing the OC mass
collected on filters QFA and QFB, respectively, by the sample volume ( )samps Vm  (µg m-

3); Vsamp is the sampled air volume (m3); Mf is the mass of a quartz filter (µg); and Cg,0,

Cg,A, and Cg,B are the gas phase concentrations in the sampled air before it encounters

filter QFA, in equilibrium with (leaving) filter QFA, and in equilibrium with (leaving)

filter QFB, respectively (µg m-3).  Solution of equations 3-6 generates expressions for Kq

and Cg,0 in terms of the two known values CQFA and CQFB:
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The gas-phase OC concentrations calculated using equations 7 and 8 can be used to

estimate daily denuder efficiencies using equation 1 with Cg,in = Cg,0 from the prefiltered,

undenuded sampler and Cg,out = Cg,0 from the prefiltered, denuded sampler.  Because the

denuder removes a substantial fraction of the gas-phase OC before it reaches the front

quartz filter in the denuded sampler and the front quartz filter removes additional OC

before the air stream encounters filter the backup filter, the denuded sampler QFB values

are close to the lower quantifiable limit and the denuded sampler QFA/QFB ratio is very

noisy compared to that for the undenuded sampler.  To eliminate this difficulty, we

calculate the equilibrium constant for both samplers using the undenuded sampler

CQFA/CQFB in equation 7 and then calculate the Cg,0 values for each sampler using the

sampler-specific CQFA data.

Carbon Sampling

During the past two decades, many attempts have been made to account for the

exchange of COCs between the gas and particle phases during collection and analysis of

filter samples and to accurately quantify particle-phase organics in the undisturbed

atmosphere.  Figure 8 illustrates three commonly employed approaches to estimating

particle-phase organic carbon concentrations and accounting for volatilization of particle-
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phase OC and adsorption of gas-phase organics on the filter media.  Sampler

configurations (a) and (b) have been used to generate a large body of PM2.5 carbon data.

Both samplers employ a quartz filter (Q) as the primary collection medium for PM2.5

carbon.  The differences between the samplers lies in the methods used to estimate

adsorption of gas-phase organics and/or volatilization losses of particle-phase OC

collected on filter Q.  Sampler (a) uses a parallel filter pack containing an additional

quartz filter in series behind a Teflon filter.  The Teflon filter collects effectively 100% of

the particle phase but allows gas-phase organics to pass relatively undisturbed to the

quartz filter (TQ) because of Teflon’s low specific surface area (Turpin et al., 1994).

Sampler (b) uses a backup quartz filter (QB) in series behind filter Q to estimate the

impacts of gas-phase organic adsorption on Q.  In these samplers, PM2.5 OC is often

estimated by subtracting OC measured on TQ or QB from Q.  This estimation method

assumes that 1) adsorption of gas-phase organics on TQ or QB is equal to that occurring

on Q and 2) negligible particulate OC volatilizes from filter Q during sampling.  As

Turpin et al. (1999) note, this estimation method is not universally accepted.  Chow et al.,

(1994, 1996, 1998) expressed uncertainty in the meaning of OC measurements from

filters TQ or QB and assumed that adsorption and volatilization from the front filter are

either negligible or equal and opposite.  They used OC measured on filter Q to calculate

PM2.5 organics.

Other researchers have suggested that sampler (a) may more accurately estimate

adsorption of gas-phase OC on filter Q.  TQ backup filters have been found to collect

30% to 50% more carbon than a QB filter from a parallel sampler (McDow and

Huntzicker, 1990; Turpin et al., 1994).  Turpin et al. (1999) note that this probably results

from the smaller specific surface area of Teflon filters relative to quartz filters.  Because

quartz filters have surface areas approximately 5 times larger than Teflon filters, they are

expected to adsorb substantially more gas-phase organic material than a Teflon prefilter.

Thus, a TQ filter is exposed to a higher gas-phase OC concentration than a concurrently
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sampled QB filter and would be expected to collect more OC.  Based on this argument,

sampler (a) would appear to provide the superior estimate of gas-phase adsorption on

filter Q.  However, many monitoring networks currently employ samplers configured like

(b) in Figure 1, so characterization of the potential biases introduced by these samplers

has significant value.

Sampler (c) is a modification of sampler (b) which incorporates a VOC denuder

upstream of two quartz filters (DQ and DQB).  A denuder exploits the several orders of

magnitude slower diffusion rates of particles compared to gas molecules in air to

selectively remove gas-phase compounds from an air stream.  In a sampler configured

like example (c), particle phase OC would be estimated as the sum of the organic mass

collected on filters DQ and DQB.  If the denuder is 100% efficient, no adsorption of gas-

phase organics should occur on either quartz filter.  However, removal of gas-phase

organics from the air stream passing through DQ should enhance volatilization of

particle-phase OC according to Le Châtelier’s Principle.  Addition of the OC mass

collected on DQB to that collected on DQ partially accounts for this loss because some

fraction of the volatilized OC from DQ would adsorb on DQB.
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RESULTS

Sampler Intercomparisons

Sulfate

Table 8 lists statistics for sulfate concentration data collected on the discrete

samplers used in this study.  Figures 9 to 31 compare sulfate data collected with the

discrete samplers listed in Table 2.   With a few exceptions all of the tested samplers,

including the FRM-equivalent HI agree within the experimental and analytical

uncertainty.  Where there is a small but consistent disagreement between methods, for

instance between the HEADS and HI in Figures 10 and 11, the results may be related to

small flow calibration errors.  Some of the samplers operated by BYU seem to have

experienced quality assurance problems at Riverside which were corrected at Bakersfield.

The most obvious issues occurred with the PC-BOSS as evidenced by a comparison of

the –A, -R, and –B versions of Figures 15 to 17.  At Riverside, Samplers A and B

disagree on both the minor and major flow channels and when the two channels are

summed to give total sulfate.  Scatter is substantially smaller in the –B figures.  This

improvement may be due to improved flow control on the major flow channel at

Bakersfield.  Accurate characterization of the particle concentrator minor-major flow

split is hindered if this ratio changes over the course of sample collection with increasing

pressure drop as the major flow filter collects small particles.  In addition, the PC-BOSS

B sampler was modified several times during the Riverside study period to explore issues

such as denuder breakthrough.  These sampler modifications may have impacted

reproducibility of the sampler performance.  Collocated ADS and CSS samples showed

less scatter in Bakersfield than Riverside and in general were in better agreement than the

two BOSS-based samplers.  At both sites, the Teflon filter quantitatively collected sulfate

with the exception of a few days during the Bakersfield study.

 Figures 18 to 31 intercompare the various sulfate samplers.  In general, agreement

between the samplers operated at both Riverside and Bakersfield improved at Bakersfield

much as the agreement between collocated samplers improved.  PC-BOSS results tended

to underestimate those from other samplers in cases where data scatter was minimized.
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This underestimation may be due to small (~5%) but consistent losses of particles from

the air stream in the particle concentrator.  HEADS sulfate concentrations significantly

exceeded ADS  and CSS results at Riverside but agreed more closely at Bakersfield.  A

similar trend occurred for the Big BOSS.  At Riverside, HEADS measurements were

larger (Figure 29), but at Bakersfield they were slightly smaller: the HEADS – Big BOSS

slopes were less than one, although not significantly so, and the intercepts were

equivalent to zero in Figure 29B.  Finally, the PC-BOSS – HEADS comparisons in

Figures 30 and 31 reveal similar characteristics to the other sampler inter-comparisons.

However,.  HEADS concentrations routinely exceeded PC-BOSS measurements at both

sites.  Regressions on data from all sites as well as from Riverside and Bakersfield

individually yield slopes significantly greater than 1.  This indicates that the PC-BOSS

loses sulfate relative to the HEADS systems, perhaps because of particle concentrator

losses discussed above.  The underestimate of sulfate is smaller at Riverside than at

Bakersfield and smaller using the PC-BOSS minor flow Teflon filter than the minor flow

quartz filter.

Figures 41 to 45 compare HEADS sampler sulfate with the BYU samplers.  The

HEADS – Annular Denuder Sampler and HEADS – ChemSpec correlations were very

scattered at Riverside, but both improved markedly at Bakersfield (Figures 41 and 42)

Both BYU samplers gave slightly lower sulfate concentrations than the HEADS on

average.  The Annular Denuder – HEADS slope at Riverside was not significantly

different than 1, but both HEADS regressions were greater than 0.8 µg m-3.  At

Bakersfield, the slope was not significantly different than 1 and the intercept was

equivalent to zero.  The ChemSpec – HEADS correlations at the two cities were similar.

BIG BOSS sulfate results also mirror the trends observed for the BYU Teflon

filter-based samplers.  As Figure 43 shows, results at all sites are reasonably correlated

(rpearson) = 0.89 but the scatter is substantial.  The regression slope is 1.14, but this value is

not significantly different than unity.  Most of the observed scatter is in the Riverside data

whose slope is not significantly different than one though there is are significant

intercepts for both the Full and Nylon HEADS (0.63 ± 0.44 and 0.51 ± 0.45).
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Nitrate

A statistical summary of PM2.5 nitrate data from the discrete samplers is given in

Table 9.  Our discussion of PM2.5 nitrate results follows the same pattern as the preceding

treatment of sulfate sampling results.  Analogous observations for nitrate are shown in

Figures 32 to 57 starting with comparisons of nitrate concentrations in co-located

samplers and ending with sampler inter-comparisons between different samplers.

Total nitrate concentrations calculated from the total of front + backup filters on

the two HEADS samplers differ slightly.  The regression slope between the two samplers

is 1.14 ± 0.03 for all sites together with Full HEADS measuring a higher concentration.

Figures 33A and 34A demonstrate that the Teflon filter in Nylon HEADS captures a

significantly smaller fraction of the total front + back filter nitrate than that observed in

the Full HEADS.  Overall, the Full HEADS Teflon filter collected approximately 0.73 ±

0.05 µg m-3 per µg m-3 collected on both the front and backup filters while Nylon

HEADS averaged only 0.15 ± 0.03 µg m-3 per µg m-3 collected on the front and backup

filters.  Though we have explored a few potential explanations for these results, we have

not resolved the observed discrepancies in the Teflon filter nitrate collection efficiencies.

Loss of nitrate from the Teflon front filter was greatest at the warmest site and lowest at

the colder sites.

Figures 35 to 38 compare HEADS nitrate values with nitrate measured on the

Harvard Impactor.  The comparisons in Figures 35 and 36 show total nitrate data from

front and backup filters of the Full and Nylon systems.  As the figures show, data from all

sites give a regression slope of 0.91 ± 0.05 for Full HEADS and 1.04 ± 0.05 for Nylon

HEADS.  Individual site regression lines for Full HEADS all have slopes below one

except for Riverside indicating an apparently greater collection efficiency for nitrate on

the HI than the HEADS.  The Nylon HEADS individual site slopes are all closer to one

except for Riverside whose slope was 1.37 ± 0.28.  Intuitively, the Harvard Impactor

should measure less nitrate than the HEADS samplers because it uses no backup filter to

capture volatilized nitrate.  The results indicate that nitrate losses from FRM-type

samplers may be relatively small except in areas with high nitrate concentrations and

high temperatures.  The following two figures (37A and 38A) show the same

comparisons as Figures 35 and 36, respectively, for all sites except the HEADS data
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show only front filter values.  In this case, both HEADS samplers collected much less

nitrate than the HI.  The lower HEADS nitrate values seen at all sites were expected

because of the removal of gas-phase nitric acid from the sampling stream by the HEADS

denuder.  With the nitric acid removed, Le Châtelier’s principle would cause large

volatilization of nitrate from the HEADS front filters.  Without removal of the nitric acid,

nitrate collected on the HI seems more stable except under high nitrate, high temperature

conditions such as those experienced at Riverside. In light of these results, two

explanations for the HI – total HEADS nitrate comparisons discrepancies are possible: 1)

the HI nitrate values are biased high due to the interference of gas-phase nitric acid or 2)

volatilization of PM2.5 nitrate from the undenuded HI was small compared to that which

volatilized from the denuded HEADS Teflon filters and passed uncollected through the

backup filters.

Figures 39 to 45 compare results from identical collocated samplers operated at

Riverside and Bakersfield by BYU.  For the ADS and CSS, the collocated samplers

agreed with regression slopes near unity with the two sites taken together and almost

exactly one for just Bakersfield data.  This may be related to the similar trends observed

in the sulfate data: sampler flow control problems at Riverside.  Both of these samplers

collected a larger fraction of total nitrate on their front Teflon filters than did the HEADS

samplers.  Figures 43 and 44 compare total nitrate results from collocated PC-BOSS

samplers.  The samplers agree with some scatter but regression slopes not significantly

different than 1.  The PC-BOSS nitrate data were less scattered than those for sulfate at

Riverside.  The following four figures (45A to 48A compare individual components of

the PC-BOSS systems.  Major flow nitrate values agree with some scatter (Pearson

correlation of 0.84).  The quartz and Teflon minor flow channels on PC-BOSS A have

little scatter, but there is an apparent bias toward higher values on the Teflon channel

(slope = 0.91). Figures 46 and 47 show nearly total collection of nitrate on the front

(quartz or Teflon) filters in the minor flow path.  This contrasts with the HEADS and

even the ADS and CSS results, but may be attributable to the effects of the particle

concentrator.
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The remaining figures in this subsection show sampler nitrate intercomparisons.

As Figure 49 demonstrates, the ADS/CSS regression slope for total nitrate is 0.89 with

larger ADS values.  This trend occurred at both study sites.  PC-BOSS total nitrate

(minor + major flow quartz filters + minor flow Empore) nitrate collection was

significantly less than the Annular Denuder Sampler Teflon + nitrate collection filter at

both Riverside and Bakersfield (Figure 50).  Similar results were observed for PC-BOSS

minor flow Teflon + major flow quartz + minor flow nylon nitrate (Figure 51): the

regression slopes were 0.73 and 0.69, respectively for the quartz and Teflon minor flow

channels.  Similar results were observed for the CSS – PC-BOSS comparisons, but the

regression slopes were closer to 1 as shown in Figures 52 and 53.  This improved

agreement is likely due to  the lower levels of nitrate collected on CSS relative to ADS.

The ADS/HEADS regressions shown in Figure 54 are relatively scattered in Figure 54R,

but cleaner in Figure 54B.  In both cases, the regression slope was less than one for Full

HEADS (ADS larger) and greater than one for Nylon HEADS (ADS smaller). For CSS,

Full HEADS agreed closely, but Nylon HEADS has a regression slope of 1.21 in Figure

55A.  Comparisons of the HEADS samplers with total PC-BOSS nitrate (Figures 56 and

57) based on both the Teflon and quartz minor flow channels gives the same results

observed above for the ADS and CS comparisons with PC-BOSS.  Both HEADS

samplers give significantly larger nitrate concentrations: based on the quartz minor flow

channel, the all sites regression slopes for Full and Nylon HEADS are 1.24 ± 0.05 and

1.44 ± 0.05, respectively. PC-BOSS Teflon minor flow channel-based regression slopes

are slightly higher (1.29 ± 0.05 and 1.50 ± 0.06, respectively for Full and Nylon

HEADS).

HEADS Ion Balances

Ammonium concentrations at the study sites are summarized in Table 10.  Figures

58 to 61 present ion balances from Full and Nylon HEADS samples on a daily basis at

each of the sites.  The ion balance for Full HEADS front filters (Figure 58) at all sites has

a regression slope of 0.99 ± 0.02 and a Pearson correlation coefficient of 0.98.  The

Nylon HEADS front filter ion balance (Figures 59) is slightly skewed toward extra

cations: the slope is 1.17 ± 0.03.  Only the HEADS ion balance for front + backup filters
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and backup filters alone are shown (Figures 60 and 61) because Nylon HEADS does not

include a backup filter for ammonium.  Figures 60 and 61 demonstrate that backup filter

collection in Full HEADS leave room for improvement.  Correlation coefficients in both

figures are low, and the regression slopes strongly favor cations (mainly ammonium)

over anions (mainly nitrate).  These difficulties may be linked to improper estimation of

collected volatilized nitrate from the F2 and F3 filters in Full HEADS.  The backup filter

system on Full HEADS seems to fail to completely account for nitrate volatilized from

the front filter since the ammonium / nitrate correlation on this filter is dramatically

skewed toward higher ammonium concentrations as shown in Figure 61.

HSPH Carbon Denuder Field Tests at Bakersfield

Figures 62B and 63B show the differing collection rates of organic carbon on the

front quartz filters of the denuded and undenuded samplers operated at Bakersfield with

Teflon prefilters (DPF and UPF, respectively).  Since the prefilter removes the particle

phase, the differences in front filter OC collection between DEN and DPF (in Figure 62)

and between UND and UPF (in Figure 63B) give a qualitative assessment of the

denuder’s ability to prevent gas-phase OC adsorption on a quartz filter.  The regression

slope in Figure 62B is 0.12 ± 0.06 while that in Figure 63B is 0.29 ± 0.05.  Similarly, in

Figure 64B which compares Qa OC collection in DPF and UPF, the regression slope is

0.52 ± 0.11 with UPF values larger.  We used equations 7 and 8 to estimate both the gas-

filter adsorption equilibrium constant for quartz and the denuder efficiency (ε) on each

study day.  Figures 65B to 68B illustrate the impacts of changing temperature and

relative humidity on calculated denuder efficiencies and equilibrium constants (Kq),

respectively.  No clear effect of meteorological conditions on the calculated denuder

efficiency can be discerned although denuder efficiency may increase slightly with

increasing relative humidity.  These results are not surprising because other factors such

as changes in the daily composition of  gas phase OC may confound identification of

weather based effects. The increased denuder efficiency with humidity may be due to
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increased capture of oxygenated organics in water sorbed on the denuder surfaces.  The

denuder efficiency estimates shown in Figures 67B and 68B average 68.2% with a

median of 70.6%.

We close the discussion of our denuder efficiency tests by emphasizing that the

foregoing analysis represents an explanation of denuder and quartz collection

characteristics using unprecedented, yet empirical experiments.  The results underscore

the message that despite widespread and long-standing use of quartz filters (both with

and without denuders) for sampling total particle-phase carbon, their sampling

characteristics remain fraught with conjecture.  The only way to definitively elucidate the

sampling characteristics of quartz filters and denuders is to measure the molecular

composition of what they sample (gas and particle phase) using techniques that can

quantify compounds with a wide range of polarities.

Carbon

A statistical summary of PM2.5 carbon data from the discrete samplers is given in

Tables 11 and 12.  Figures 69 to 74 compare the sampler results for elemental carbon at

the study sites.  As Figure 69 shows, the two Harvard carbon samplers operated at all

sites agree closely.  None of the sites had a regression slope significantly different than 1,

though most sites had slopes slightly greater than 1 with UND concentrations being

higher.  This slight bias toward the undenuded sampler indicates the potential for small

losses of EC in the denuder.  Collocated Big BOSS and PC-BOSS total EC

measurements showed more scatter than expected for a nonvolatile, relatively inert PM2.5

constituent.  The PC-BOSS Riverside correlation was the only single site comparison

with a correlation coefficient greater than 0.5.  It is possible that either the flow control

problems highlighted in the inorganic ions section above or perhaps some analytical

difficulties in distinguishing EC from total carbon contributed to these results.

As expected based on the scatter in the Big BOSS and PC-BOSS results, the

Harvard Carbon Sampler / BOSS comparisons were very noisy as shown in Figures 73

and 74.  The concentrations measured on the UND and DEN samplers were significantly

lower than those on either Big BOSS or PC-BOSS (regression slopes for UND were 0.62

± 0.21 with Big BOSS higher and 0.68 ± 0.18 with PC-BOSS higher.  It is worth noting
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that BYU and Harvard used different analytical techniques with different arbitrary

thermal analysis cutpoints for defining EC, so the discrepancies shown in Figures 73 and

74 may not be sampler related.

Figures 75 to 83 show similar comparisons for these samplers’ measurements of

total carbon (TC).  The UND sampler Qa filter collected more TC than DEN (regression

slope = 1.09 ± 0.04) at all sites as shown in Figure 129.  This is expected since the

denuder in DEN removes some fraction of the gas-phase carbon that might otherwise

sorb on Qa.  Additionally, the removal of gas-phase carbon may enhance volatilization of

organics from DEN Qa in the same manner as we discussed previously for nitrate in a

denuded sampler.  This expectation is consistent with the results shown in Figure 76.  Qb

TC is larger for UND than DEN because DEN Qb should be exposed mainly to

volatilized OC from Qa while UND Qb is exposed to any gas-phase OC not sorbed by Qa.

Comparison of the three available methods of determining TC from the front and back

filter measurements (corresponding to methods a, c, and d in Figure 8) shown in Figure

77 indicates that using the sum of Qa and Qb in the DEN sampler (method d) gives similar

results to using only Qa from UND (method a).  Method b (UND Qa – Qb) gives

significantly smaller concentrations.

Analysis of collocated BIG BOSS TC data (Figure 78) reveals a significant bias at

Bakersfield.  Riverside data show relatively close agreement.  Collocated PC-BOSS data

are somewhat scattered but unbiased at both sites as shown in Figures 79 and 80.  PC-

BOSS results give lower TC concentrations than Big BOSS at all sites (regression slope

= 0.78 ± 0.20), but the data are scattered as shown in Figure 81.  Comparison of the two

BOSS samplers with UND and DEN (Figures 82 and 83) results in the same trend seen

for EC above: the BYU samplers collected significantly more carbon.  These results

could be due to volatilization losses in the HSPH samplers or to positive errors in the

BOSS data due to penetration of gas-phase OC through the denuder followed by

essentially quantitative collection on the Empore filter.  Our results presented here and in

the previous subsection on denuder performance highlight the important need for

improved analytical techniques for carbon in PM2.5.  The greater than 50% variability in
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estimates of PM2.5 carbon could have substantial impacts on health risk assessments and

design of effective concentration reduction strategies.

Inorganic Gases

Tables 14, 15, and 16 summarize sulfur dioxide, nitric acid, and ammonia

measurements, respectively made at the six study sites.  Figure 84 compares HEADS

denuder measurements of gas-phase nitric acid.  At all sites except Bakersfield, the 24-h

average nitric acid concentrations were below 5 ppb and the two HEADS systems were in

close agreement.  At Bakersfield, both samplers measured much higher nitric acid

concentrations – a peak of more than 300 ppb for Full HEADS and slightly less than 200

ppb for Nylon HEADS.  Though the sampler agreement was poor, there was a reasonable

correlation between the measurements at Bakersfield indicating possible fractional

breakthrough on the Nylon HEADS denuder.  We are unsure of the origin of the elevated

nitric acid concentrations here.  The time series reveals several very high concentration

episodes which may be correlated to precipitation or other meteorological events.  Oil

pumps in the area are generally powered by small natural gas generators which may

contribute significant nitrogen oxide concentrations.

Figures 85 and 86 present gas-particle partitioning of nitric acid and PM2.5 nitrate

based on denuder and front + backup filter HEADS measurements.  In general, there was

very little correlation between gas-phase nitric acid and PM2.5 nitrate at any of the

sampling sites.  Gas-phase nitric acid concentrations were lower than PM2.5 nitrate at all

sites except Riverside and Bakersfield.  At Riverside, the average concentrations were

similar, but the data exhibit significant scatter.  At Bakersfield, the aforementioned large

nitric acid concentrations were one to two orders of magnitude larger than the PM2.5

nitrate values.

Table 15 summarizes ammonia measurements in this study.  Figure 87 compares

HEADS denuder measurements of gas-phase ammonia.  With the exception of a few days

at Bakersfield, the 24-h average ammonia concentrations measured by the two HEADS

systems were in close agreement.  At Bakersfield, the Nylon system detected four near-

zero concentration days.
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Figure 105 present gas-particle partitioning of ammonia and PM2.5 ammonium

based on denuder and front + backup filter Full HEADS measurements.  The Nylon

HEADS had no backup filter for ammonium, so its data are not reported here.  In general,

the gas-particle correlations were closer to one for ammonia than for nitrate, although the

ammonia correlation was also very scattered in Dallas and Chicago where concentrations

were very low.  Gas-phase ammonia concentrations were higher than PM2.5 ammonium at

all sites where a significant correlation existed.  The largest ammonia concentrations

were measured at Riverside and Bakersfield which is not surprising in light of the

agricultural activities near these sites.

Continuous Sampler Tests

PM2.5 Mass

Figure 89 compares PM2.5 mass measurements by CAMM and Harvard Impactor

(HI).  The samplers agree closely.  CAMM and HI are correlated with rpearson and rspearman

both greater than 0.91 at all study sites.  CAMM measurements averaged 6% greater than

HI mass measurements at all sites (based on the zero-intercept regression slope).  The

average offset (y-intercept with CAMM on the y-axis) was only slightly larger than its

95% confidence interval.  The zero-intercept slope was less than 1 (0.99) only at Phoenix

which was also the only site with a significant y-intercept.

Nitrate

Figure 90R compares HEADS nitrate with 23.5-h average concentrations from the

ADI nitrate sampler for 15 days at Riverside.  Pearson correlations between ADI and

HEADS are greater than 0.96.  The Full HEADS total nitrate vs. ADI regression line

slope was significantly less than one with a non-zero intercept, but the nylon HEADS

slope was equivalent to one with a zero intercept.  The time series shows close replication

of the nitrate peaks and valleys during the sampling period.  Figures 91R and 92R

compare averaged ADI results with the BYU discrete nitrate samplers.  As with HEADS,

ADS, CSS, and PC-BOSS are closely correlated with the ADI data.  However, all three

BYU samplers underpredict nitrate concentrations relative to the ADI sampler.  This
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result is consistent with the disagreements between HEADS and these samplers noted

above in the discrete sampler testing section.

Carbon

Figure 93 compares front filter EC from the UND HSPH carbon sampler with 24-

h average black carbon concentrations from the aethalometer.  Combination of the data

from all sites gives a Pearson correlation coefficient of 0.97 and a regression slope of

1.26 ± 0.05 for the undenuded sampler.  Individual sampling site regression slopes fall

within the 95% confidence interval for the entire data set with the exception of Dallas

where the slope was significantly steeper.  The concentrations observed at Dallas were

somewhat lower than the other sites, and the data are more scattered, so this result may be

a sampling artifact.

Light Scattering

The nephelometer-HI comparison in Figure 94 shows substantial scatter the study

overall.  However, at each individual site the correlation coefficients for HI mass and the

scattering coefficient were somewhat closer to one.  Significant differences in the

regression slopes occurred between Riverside and both Chicago and Bakersfield.

Phoenix was not significantly different than Riverside or the other sites.  Dallas had an

extremely low regression slope with a significant y-intercept.  These observations may be

linked to the low PM2.5 concentrations that occurred during the study period at this site.

Continuous PM2.5 Sampler Correlations

Figures 95 and 96 intercompare hourly averages of data from the continuous

samplers.  Figure 95 show the correlation between CAMM PM2.5 mass and aethalometer

black carbon (and ADI nitrate at Riverside).   Correlation coefficients (rpearson) for the

aethalometer-CAMM comparisons in Figure 95 vary between a low of  0.32 at Riverside

and a high of 0.75 at Phoenix.  Riverside and Bakersfield had the smallest fractions of

PM2.5 mass attributable to black carbon.  As Figure 96 illustrates, 1-hour average CAMM

mass and nephelometer bscat measurements were correlated with rpearson greater than 0.7 at

all sites except Dallas.  As discussed above, Dallas presented extremely low particle

concentrations throughout our study period.  The individual site Deming regression
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slopes on these plots vary between approximately 0.04 and 0.2 for CAMM-aethalometer

data and between approximately 2.5 and greater than 9 for the CAMM-nephelometer

correlation.  All sites except Phoenix had slopes lower than 0.1.  It appears unlikely that a

coherent correlation between light scattering or PM2.5 black carbon and CAMM mass

would exist over longer periods or for combined data collected under different

geographical or seasonal conditions.

PM2.5 Speciation

Figures 97 to104 illustrate the differences in PM2.5 composition between the

sampling sites using the four different algorithms for calculating the reconstructed mass

described in the footnotes to Table 16 which also summarizes our PM2.5 measurements at

the six sites.  In many cases (particularly at Riverside and occasionally at Dallas), the

daily sum of the chemical constituents was significantly greater than the Harvard

Impactor total PM2.5 mass, sometimes by a factor of two or more.  In contrast, the sum of

the speciated masses at Chicago, Bakersfield, Phoenix, and Philadelphia were

predominantly lower than the HI mass.  The reconstructed PM2.5 mass at Philadelphia

omits crustal and other trace element contributions because XRF data were not available.

Bakersfield and Phoenix both had very small sulfate concentrations but some of the

largest negative differences between reconstructed mass and HI measured mass.  This is

somewhat counterintuitive since sulfate in PM2.5 is nonvolatile and thus reproducibly

measured by both the HI and the speciated samplers.  Similarly, Phoenix PM2.5 was on

average more than 50% organics and 15% nitrate, both volatile species expected to be

underrepresented by an FRM-like sampler such as the HI.  Bakersfield had even larger

nitrate concentrations and similar organic concentrations.

It is possible that the effects of relatively cool, damp weather conditions at these

sites cancelled out those of the relatively volatile chemical composition of the PM2.5

during the study periods.  The final four sets of figures (105 to 108) show relationships

between average and peak 1-h temperature and relative humidity And the relative

disagreements between HI and reconstructed mass based on algorithm 4 (Table 16

footnote).  We also explored correlations between individual PM2.5 component

concentrations and the HI-recon4 value, but found none that were statistically significant.
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Based on the results in Figures 105 to 108, there may be a negative correlation between

temperature and the “unidentified” mass and a slightly stronger positive correlation with

relative humidity. Both results are intuitively reasonable since increasing humidity is

expected to increase the PM2.5 mass that would not be accounted for by chemical

speciation analysis.  Increasing temperature is likely to enhance volatilization of organics

and nitrate form the HI and thus lead to a more negative difference between the HI and

reconstructed masses.
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CONCLUSIONS
This study provides “snapshot” data on PM2.5 mass and chemical component

concentrations in 6 U.S. cities for approximately one month at each site.  In addition, the

PM2.5 speciation sampler inter-comparisons generate important topics for discussion and

hopefully future improvement of PM2.5 sampling techniques.  Finally, analysis and

comparison of data from the various samplers allows estimation of the potential errors

associated with PM sampling based on single Teflon filter technology.

PM2.5 speciation data based on HSPH sampler measurements at the study sites

challenge some widely held paradigms regarding particulate matter composition in the

United States.  Sulfate is typically assumed to account for about one third of the mass of

PM2.5.  The results of studies, such as SEAVS, in rural areas of the United States have

reinforced this assumption.  Furthermore, these studies reported a significantly lower

fraction of particle-phase organics – approximately 13% in SEAVS – and negligible

contributions from nitrate.  In contrast to the rural PM2.5 data, the largest sulfate fraction

measured was 36% at Philadelphia, but the next highest fractions were 19% at Chicago,

15% at Dallas, and 13% at Riverside.  The other western cities (Bakersfield and Phoenix)

had sulfate fractions smaller than 6%.  Organics comprised a much larger fraction of

PM2.5 at all sites sampled, ranging from 36% at Chicago to 54% at Phoenix and

Philadelphia.  Nitrate was also a more dominant PM2.5 component: about 12% in Dallas;

more than 15% in Riverside, Chicago, Philadelphia, and Phoenix; and almost 29% in

Bakersfield.  Only Philadelphia had a trivial contribution from nitrate: 2.9%.

The increased relative importance of potentially volatile PM2.5 components

(nitrate and organics) observed in this study highlights the potential pitfalls of PM2.5 mass

samplers which rely on a single, undenuded Teflon filter with no backup filter.  Such

samplers are suspected to lose a substantial fraction of PM2.5 nitrate during sampling and

equilibration of the filters prior to weighing.  We observed losses of nitrate from the HI

of less than 10% on a whole study average of the nitrate collected on the Nylon HEADS.

The largest losses (approximately 35% of the Nylon HEADS nitrate) were observed in

Riverside where nitrate concentrations were relatively high and ambient temperatures
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were elevated.  The other sites experienced little or no nitrate loss on the HI.  Thus, In

sites where the nitrate fraction is substantial and temperatures are higher, it is possible

that this volatilization could lead to errors on the order of 10% in the quantification of

PM2.5 mass and relative contribution of other components to the total mass observed.

Loss of organics from Teflon filters is less well understood.  Teflon has a low adsorption

capacity for most organics (relative to quartz of carbon impregnated filters).  Thus,

Teflon filters are not likely to significantly trap organic compounds which volatilize from

collected particles.  For the same reason, they are also unlikely to capture much gas phase

organic material during sampling.  Some loss of PM2.5 OC is likely while the filter is

equilibrated in preparation for weighing, but this effect has not been quantified.

This study also highlights PM2.5 sampling issues which merit additional research.

Foremost among these is the sampling of organic compounds.  Our investigation of

denuder efficiency in Bakersfield reveals that carbon-impregnated filter paper denuders

may not be as efficient as originally thought at removing gas-phase organics from the

sampled air stream before they encounter the filter media.  This observation highlights

the need for a more robust sampling system for carbon in airborne particles that measures

the gas-particle partitioning as it exists in an unperturbed air parcel.  In currently

employed sampling systems, uncertainties in denuder efficiency for removing gas-phase

organics and in collection efficiency of quartz or other filter media for particle-phase

organics severely hinder accurate characterization of OC in PM2.5.  OC quantification

depends strongly upon the sampler configuration and the assumptions used to infer a

“total” particle-phase OC concentration.  In the published literature, different

investigators tend to use different assumptions which may lead to markedly varied

results.  Our work indicates that the best available sampling technology for OC may be an

undenuded quartz filter.  In such a sampling system, volatilization of PM2.5 OC during

sampling should be minimized because the gas-particle equilibrium present in ambient air

is not perturbed during sampling by removing the gas phase in a denuder.  Adsorption of

gas-phase OC on the undenuded quartz filter may introduce an error leading to over

estimation of particle-phase OC.  However, this effect could be accounted for using a

quartz filter following a Teflon pre-filter (Turpin et al., 1994).  The Teflon filter would
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remove particle-phase OC, so any OC measured on the following quartz could be

attributed to gas-phase adsorption and thus subtracted from the OC measured on the

undenuded quartz filter without a prefilter.

Revision of our understanding of the composition of PM2.5 has additional

implications beyond accurate sampling of the airborne aerosol mass.  Because the various

components of PM2.5 have different dominant sources, accurate characterization of

aerosol composition is necessary to design effective emission reduction strategies.

In summary, our results indicate that EPA’s FRM for PM2.5 sampling does have

significant limitations.  It cannot assess the chemical composition of the collected aerosol

and it may be susceptible to sampling errors based on gas-particle partitioning of volatile

organics and nitrate under certain conditions.  In high nitrate areas, a significant potential

for underestimation of PM2.5 mass concentrations exists.  Additionally, if chemical

speciation were performed on FRM samples in an effort to identify sources of elevated

PM levels, the loss of volatile material is likely to lead overestimation of the importance

of nonvolatile components such as sulfate and elemental carbon while underestimating

organics and nitrate.  Clearly, care must be taken in interpreting FRM PM2.5 sampling

data and using them to design and implement effective and rational PM mitigation

strategies.
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APPENDIX: DEMING REGRESSION
Linear regression compares data from two sets of observations and determines the

slope and y-axis intercept of the best fit line through the data.  When comparing data

obtained from two methods of measuring a single observable, the slope give information

about the relative error between the methods while the intercept provides insight into any

constant offset between them.  Standard linear regression analyses determine best-fit line

parameters by minimizing the sum of the squared differences (residuals) between

observed data points and the line in the vertical (y-axis) direction.  This method relies on

two assumptions 1) one of the methods (that plotted on the x-axis) has no associated error

in its measurements (i.e. it is a reference method) and 2) the residuals are randomly

distributed (independent of the x and y values).  If the method designated as the reference

method is changed (x and y values are swapped), the calculated best-fit relationship

between the variables will change.

A more appropriate approach to determining regression coefficients in cases

where neither data set is free of experimental errors (i.e. there is no absolute reference

method) is to minimize the distance between each data point and the regression line in the

direction perpendicular to the best fit line.  A method for this approach was described by

Deming (1943).  The slope of the best fit line is

xy

2
xy

S

SSS
m

++
=

and the intercept is

mmyb −=

where

2
SS

S xy −
=

<y> and <x> are the means of the two data sets, <y2> and <x2> are the averages of the

squared data given by
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TABLES

Table 1 Summary of sampling dates and sampling locations for the 6 study sites.

Site
Sampling

Dates Site Location

Approx.
Sampler

Heighta, m Site Surroundings Details
Riverside 8/16/97 to

9/22/97
Univ. of CA
Agricultural.

Operations Field

5 On top of a shelter building
situated in a dirt field

Chicago 10/10/97 to
11/16/97

Illinois Institute of
Technology

Campus

18 Roof of 4-story building at
corners of 33rd St. and S.

Michigan Ave.
Dallas 12/5/97 to

1/21/98
Fire Station #25:

4607 South
Lancaster Road

8 On the roof of the firehouse
approximately 20 m from

Lancaster Road.
Phoenix 12/14/97 to

1/26/98
Arizona

Department of
Environmental

Protection
“Supersite”: 4530

N. 17th Avenue

4 Residential neighborhood
approximately 2.5 km NW

of downtown

Bakersfield 2/4/98 to
3/26/98

CARB Monitoring
Station at 5558

California Street

5 On top of 1 story building in
a shopping plaza

Philadelphia 8/8/98 to
8/25/98

City of Philadelphia
Water Treatment

Plant

5 6 km E-NE of downtown,
100 m from lightly traveled,
4 lane state road, and 400 m

from Interstate 90
a Elevation above surrounding ground level
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Table 2 Summary of discrete particle-phase sulfate samplers.

Instrument
Prefilters/
Denuders

Primary
Collection

Media

Secondary
Collection

Media
Invest-
igator

Sites
Useda

Harvard Impactor N/A Teflon
Impactor
Surface

HSPH All

F-HEADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter (F1)

N/A HSPH R, C, D,
P, B

N-HEADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter (F1)

N/A HSPH All

ADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter

Nylon filter BYU R, B

CSS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter

Nylon filter BYU R, B

Big BOSS Carbon-
impregnated filter

paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

PC-BOSS Particle
concentratorb +

carbon-impregnated
filter paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

PC-BOSS Particle
concentratorb +

carbon-impregnated
filter paper denuder

Teflon
filter

Nylon filter BYU R, B

* All samples were analyzed by ion chromatography
a All = All sites, R =  Riverside, C = Chicago, D =  Dallas, P =  Phoenix, B = Bakersfield
b Particle concentrator has an approximate particle diameter cutpoint of 0.1 µm.
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Table 3 Summary of discrete particle-phase nitrate samplers.

Instrument
Prefilters/
Denuders

Primary
Collection

Media

Secondary
Collection

Media
Invest-
igator

Sites
Useda

Harvard
Impactor

N/A Teflon
Impactor
Surface

N/A HSPH All

F-HEADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter (F1)

Na2CO3

impreg-
nated filter

HSPH R, C, D,
P, B

N-HEADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter (F1)

Nylon filter HSPH All

ADS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter

Nylon filter BYU R, B

CSS Na2CO3- coated
and citric acid-
coated denuder

Teflon
filter

Nylon filter BYU R, B

Big BOSS Carbon-
impregnated filter

paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

PC-BOSS Particle
concentratorb +

carbon-impregnated
filter paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

PC-BOSS Particle
concentratorb +

carbon-impregnated
filter paper denuder

Teflon
filter

Nylon filter BYU R, B

* All samplers except were analyzed by ion chromatography
a All = All sites, R =  Riverside, C = Chicago, D =  Dallas, P =  Phoenix, B = Bakersfield
b Particle concentrator has an approximate particle diameter cutpoint of 0.1 µm.
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Table 4 Summary of discrete particle-phase ammonium samplers

Instrument
Prefilters/
Denuders

Primary
Collection

Media

Secondary
Collection

Media
Invest-
igator

Sites
Useda

F-HEADS Na2CO3- coated
and citric acid-
coated denuders

Teflon
filter (F1)

Citric acid
impreg-

nated filter

HSPH R, C, D,
P, B

N-HEADS Na2CO3- coated
and citric acid-
coated denuders

Teflon
filter (F1)

N/A HSPH All

* All samples were analyzed by ion chromatography
a All = All sites, R =  Riverside, C = Chicago, D =  Dallas, P =  Phoenix, B = Bakersfield, F =

Philadelphia
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Table 5 Summary of particle-phase carbon samplers.

Instrument
Denuders/
Prefilters

Primary
Collection

Media

Secondary
Collection

Media
Invest-
igatora

Sites
Usedb

Harvard Carbon
Sampler: UND

N/A Quartz
filter

Quartz
filter

HSPH All

Harvard Carbon
Sampler: DEN

Carbon-
impregnated filter

paper denuder

Quartz
filter

Quartz
filter

HSPH R, B, C,
D, P, B

Harvard Carbon
Sampler: UPF

Teflon filter Quartz
filter

Quartz
filter

HSPH B

Harvard Carbon
Sampler: DPF

Teflon filter +
Carbon-

impregnated filter
paper denuder

Quartz
filter

Quartz
filter

HSPH B

Big BOSS Carbon-
impregnated filter

paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

PC-BOSS Particle
concentratorc +

carbon-impregnated
filter paper denuder

Quartz
filter

Carbon
impreg-

nated filter

BYU R, B

a BYU samples were analyzed using BYU’s thermal-optical analysis method.  HSPH samples
were analyzed by TOR at DRI (Chow et al., 1993).

b All = All sites, R =  Riverside, C = Chicago, D =  Dallas, P =  Phoenix, B = Bakersfield
c Particle concentrator has an approximate particle diameter cutpoint of 0.1 µm.
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Table 6 Summary of temperature data for all study sites except Philadelphia.

Site Average Median
Standard
Deviation Minimum Maximum

Riverside 26.4 26.6 2.4 21.4 31.2

Chicago 7.1 7.3 5.9 -5.3 23.3

Dallas 8.0 7.7 4.0 -0.4 17.1

Phoenix 11.6 11.4 2.3 7.1 17.5

Bakersfield 13.1 12.1 3.3 8.2 21.3

* statistics are based on 24-h averages (approximately 10:00 am to 10:00 pm local time)

Table 7 Summary of relative humidity data for all study sites except Philadelphia.

Site Average Median
Standard
Deviation Minimum Maximum

Riverside 54.3 53.1 10.5 30.2 76.8

Chicago 68.7 68.5 11.1 43.2 89.2

Dallas 75.4 78.2 17.5 43.7 99.6

Phoenix 59.5 54.5 12.0 43.2 84.4

Bakersfield 73.3 72.8 8.9 49.6 94.2

* statistics are based on 24-h averages (approximately 10:00 am to 10:00 pm local time)
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 Table 8 PM2.5 sulfate concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

HI 3.0 2.7 1.0 1.3 5.2

F-HEADSa 2.8 2.6 0.9 1.2 4.7

N-HEADSb 2.8 2.5 1.0 1.2 4.8

ADSc 2.2 2.0 1.0 0.5 4.7

CSSd 2.5 2.4 1.0 1.0 4.6

Big BOSSe 2.6 2.5 1.1 0.5 4.8

PC-BOSSf 2.2 2.2 0.7 0.9 4.6

Riverside

PC-BOSSg 2.3 2.1 0.8 0.9 4.7

HI 3.2 2.9 1.9 0.6 9.3

F-HEADSa 3.0 2.7 1.8 0.8 8.7

Chicago

N-HEADSb 2.8 2.6 1.7 0.6 8.9

HI 1.7 1.4 1.1 0.3 4.5

F-HEADSa 1.8 1.4 1.2 0.6 4.7

Dallas

N-HEADSb 1.8 1.5 1.1 0.5 4.4

Phoenix HI 0.7 0.7 0.3 0.1 1.7

F-HEADSa 0.6 0.6 0.4 0.0 1.8

N-HEADSb 0.7 0.6 0.4 0.1 1.8
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Table 8 Continued

Site Sampler Average Median
Standard
Deviation Minimum Maximum

HI 1.2 1.0 0.8 0.2 4.2

F-HEADSa 1.0 0.9 0.7 0.2 3.3

N-HEADSb 1.0 0.9 0.7 0.2 3.4

ADSc 1.0 0.9 0.7 0.1 3.3

CSSd 0.9 0.7 0.7 0.1 3.4

Big BOSSe 0.9 0.8 0.6 0.0 2.7

PC-BOSSf 0.8 0.7 0.5 0.2 2.2

Bakersfield

PC-BOSSg 0.9 0.7 0.5 0.1 2.3

HI 8.0 4.9 7.7 1.5 28.4Philadelphia

N-HEADSb 7.7 4.6 7.7 1.4 28.8
* All concentrations are in µg m-3

a Full HEADS Teflon filter
b Nylon HEADS Teflon filter
c BYU Annular Denuder sampler Teflon filter
d BYU ChemSpec Sampler Teflon filter
e Big BOSS quartz filter
f PC-BOSS minor flow quartz + major flow quartz filters
g PC-BOSS minor flow Teflon + major flow quartz filters
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Table 9 PM2.5 nitrate concentration statistics for the six study sites

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside HI 2.6 1.7 2.7 0.3 13.2
F-HEADSa 3.8 2.8 2.9 1.2 14.6
N-HEADSb 4.4 3.3 3.6 1.3 19.0

ADSc 3.8 2.9 3.2 1.0 15.7
CSSd 3.9 3.4 2.5 1.4 12.9

PC-BOSSe 3.1 2.3 2.6 0.7 14.8
PC-BOSSf 2.6 2.1 2.0 0.7 10.5

Chicago HI 3.2 2.6 2.4 0.2 8.0
F-HEADSa 2.5 1.8 1.9 0.2 6.2
N-HEADSb 3.1 2.7 2.0 0.5 7.7

Dallas HI 1.9 1.5 1.4 0.1 4.8
F-HEADSa 1.5 1.2 1.1 0.2 3.8
N-HEADSb 2.1 1.9 1.3 0.4 4.7

Phoenix HI 4.1 3.7 3.7 0.1 14.9
F-HEADSa 3.1 2.5 2.5 0.2 9.4
N-HEADSb 3.9 3.4 3.1 0.5 13.2

Bakersfield HI 5.3 3.9 5.0 0.5 22.3
F-HEADSa 4.5 3.0 4.7 0.4 20.1
N-HEADSb 5.5 4.0 5.3 0.5 25.0

ADSc 5.3 3.9 5.2 0.8 24.2
CSSd 4.6 3.3 4.6 0.2 21.3

PC-BOSSe 4.4 3.7 3.8 0.6 15.8
PC-BOSSf 4.4 3.4 3.7 0.7 16.5

Philadelphia HI 0.4 0.2 0.3 0.0 0.9
N-HEADSb 0.6 0.4 0.5 0.1 1.6

* All concentrations are in µg m-3

a Full HEADS Teflon filter + difference of two Na2CO3-impregnated backup filters
b Nylon HEADS Teflon filter + nylon backup filter
c BYU Annular Denuder sampler Teflon filter + nylon backup filter
d BYU ChemSpec Sampler Teflon filter + nylon backup filter
e PC-BOSS minor flow quartz + minor flow Empore backup + major flow quartz filters
f PC-BOSS minor flow Teflon + minor flow nylon backup + major flow quartz filters
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Table 10 PM2.5 ammonium concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside F-HEADSa 4.0 3.6 2.5 1.0 10.7
N-HEADSb 0.9 0.8 0.4 0.3 2.1

Chicago F-HEADSa 2.4 2.3 1.0 0.8 4.3
N-HEADSb 1.3 1.2 0.7 0.3 3.1

Dallas F-HEADSa 1.4 1.3 0.7 0.5 3.0
N-HEADSb 0.8 0.7 0.6 0.2 2.2

Phoenix F-HEADSa 1.5 1.5 0.9 0.4 3.9
N-HEADSb 0.3 0.3 0.2 0.1 1.3

Bakersfield F-HEADSa 1.4 0.9 1.4 0.1 5.6
N-HEADSb 0.6 0.4 0.7 0.0 3.5

Philadelphia N-HEADSb 2.7 1.6 2.5 0.6 9.1
* All concentrations are in µg m-3

a Full HEADS Teflon filter + citric acid impregnated filter
b Nylon HEADS Teflon filter
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Table 11 PM2.5 elemental carbon concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside DENa 1.8 1.8 0.7 0.6 3.6
UNDa 1.9 1.9 0.6 0.7 3.6

Aethalometerb 1.6 1.5 0.6 0.6 3.2
Big BOSSc 2.7 2.7 0.7 1.7 3.8
PC-BOSSd 3.0 3.2 0.7 1.8 4.0

Chicago DENa 1.4 1.1 0.9 0.3 3.9
UNDa 1.5 1.2 1.0 0.3 3.8

Aethalometerb 1.2 1.0 0.8 0.2 3.3
Dallas DENa 1.3 1.1 0.8 0.4 3.9

UNDa 1.3 1.1 0.8 0.4 3.9
Aethalometerb 0.8 0.7 0.5 0.3 2.7

Phoenix DENa 3.8 3.7 1.7 0.6 7.1
UNDa 3.9 3.6 1.8 0.5 7.2

Aethalometerb 3.0 3.0 1.3 0.6 5.6
Bakersfield DENa 1.4 1.3 0.7 0.5 4.1

UNDa 1.5 1.4 0.7 0.5 4.0
Aethalometerb 1.1 1.0 0.5 0.5 2.2

Big BOSSc 2.7 2.7 0.7 1.7 3.8
PC-BOSSd 3.0 3.2 0.7 1.8 4.0

Philadelphia UNDa 1.5 1.4 1.0 0.2 4.2
Aethalometerb 1.1 1.1 0.6 0.2 2.8

* All concentrations are in µg m-3

a All DEN and UND elemental carbon concentrations are based on Qa filter measurements.
b Aethalometer concentrations are based on a factor of ____ to convert light absorbance to

black carbon concentration.
c Big BOSS elemental carbon concentrations are based on quartz filter measurements
d PC-BOSS elemental carbon concentrations are based on minor flow quartz + major flow

quartz filter measurements.
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Table 12 Organic carbon concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside DEN Qa+ Qb
a 6.5 6.8 1.4 3.7 10.0

UND Qa
 b 5.7 5.7 1.3 2.9 8.5

UND Qa - Qb
c 4.1 4.0 1.1 1.6 6.3

Big BOSSd 9.6 9.4 4.0 3.4 19.3
PC-BOSSe 7.6 6.7 2.8 4.0 13.1

Chicago DEN Qa + Qb
a 3.8 3.6 1.7 0.9 7.8

UND Qa
 b 3.8 3.8 1.7 1.1 8.3

UND Qa - Qb
c 3.2 3.0 1.4 0.9 6.7

Dallas DEN Qa + Qb
a 3.9 3.4 1.9 0.6 10.0

UND Qa
 b 3.9 3.4 2.1 1.1 9.9

UND Qa - Qb
c 3.1 2.6 1.7 0.5 8.0

Phoenix DEN Qa + Qb
a 7.7 8.2 2.9 1.9 15.8

UND Qa
 b 7.8 8.0 2.7 2.5 13.4

UND Qa - Qb
c 6.1 6.1 2.2 2.3 11.9

Bakersfield DEN Qa + Qb
a 4.8 4.6 1.5 1.2 7.9

UND Qa
 b 4.3 4.4 1.4 1.5 6.9

UND Qa - Qb
c 3.4 3.6 1.1 1.1 5.4

Big BOSSd 9.6 9.4 4.0 3.4 19.3
PC-BOSSe 7.6 6.7 2.8 4.0 13.1

Philadelphia UND Qa
 b 4.3 4.4 1.4 1.5 6.9

* All concentrations are in µg m-3

a DEN QFA + QFB organic carbon concentrations are based on front + back filter
measurements from the denuded sampler

b UND QFA organic carbon concentrations are based on front filter measurements from the
undenuded sampler

c UND QFA - QFB organic carbon concentrations are based on front - back filter measurements
from the undenuded sampler

d Big BOSS organic carbon concentrations are based on the sum of the quartz and Empore filter
measurements.  Quartz filter measurements are adjusted to account for adsorption by gas-
phase carbon which may have penetrated the denuder as described in the text.

e PC-BOSS organic carbon concentrations are based on the sum of the minor quartz and
Empore filter + major flow quartz measurements.  The major flow quartz filter measurements
are adjusted to account for adsorption by gas-phase carbon as described in the text.  Air
flowing through the major flow filter is not denuded.
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Table 13 Gas-phase nitric acid concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside F-HEADS 1.0 1.0 0.4 0.3 2.1
N-HEADS 1.0 1.0 0.4 0.2 2.1

Chicago F-HEADS 7.2 5.7 4.7 0.5 21.7
N-HEADS 7.9 6.6 5.3 0.8 22.1

Dallas F-HEADS 1.3 0.9 1.0 0.3 4.1
N-HEADS 1.3 0.9 1.1 0.3 4.6

Phoenix F-HEADS 0.8 0.7 0.5 0.2 2.2
N-HEADS 0.8 0.7 0.6 0.2 2.4

Bakersfield F-HEADS 0.4 0.3 0.2 0.0 1.1
N-HEADS 0.4 0.4 0.2 0.2 1.2

Philadelphia N-HEADS 5.3 2.7 5.6 0.1 21.2
* All concentrations are determined from ion chromatography on the HEADS sodium

carbonate denuders.  Concentrations are in ppbv.
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Table 14 Gas-phase sulfur dioxide concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside F-HEADS 1.0 1.0 0.4 0.3 2.1
N-HEADS 1.0 1.0 0.4 0.2 2.1

Chicago F-HEADS 7.2 5.7 4.7 0.5 21.7
N-HEADS 7.9 6.6 5.3 0.8 22.1

Dallas F-HEADS 1.3 0.9 1.0 0.3 4.1
N-HEADS 1.3 0.9 1.1 0.3 4.6

Phoenix F-HEADS 0.8 0.7 0.5 0.2 2.2
N-HEADS 0.8 0.7 0.6 0.2 2.4

Bakersfield F-HEADS 0.4 0.3 0.2 0.0 1.1
N-HEADS 0.4 0.4 0.2 0.2 1.2

Philadelphia N-HEADS 5.3 2.7 5.6 0.1 21.2
* All concentrations are determined from ion chromatography on the HEADS sodium

carbonate denuders.  Concentrations are in ppbv.
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Table 15 Gas-phase ammonia concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside F-HEADS 1.0 1.0 0.4 0.3 2.1
N-HEADS 1.0 1.0 0.4 0.2 2.1

Chicago F-HEADS 7.2 5.7 4.7 0.5 21.7
N-HEADS 7.9 6.6 5.3 0.8 22.1

Dallas F-HEADS 1.3 0.9 1.0 0.3 4.1
N-HEADS 1.3 0.9 1.1 0.3 4.6

Phoenix F-HEADS 0.8 0.7 0.5 0.2 2.2
N-HEADS 0.8 0.7 0.6 0.2 2.4

Bakersfield F-HEADS 0.4 0.3 0.2 0.0 1.1
N-HEADS 0.4 0.4 0.2 0.2 1.2

Philadelphia N-HEADS 5.3 2.7 5.6 0.1 21.2
•  All concentrations are determined from ion chromatography on the HEADS citric acid

denuders.  Concentrations are in ppbv.
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Table 16 PM2.5 mass concentration statistics for the six study sites.

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Riverside HI 18.4 15.7 6.7 9.0 38.8
CAMM (24-h)a 20.3 18.8 6.5 10.2 42.0

Reconstructed 1b 23.0 21.6 7.7 11.5 43.8
Reconstructed 2c 21.9 20.1 7.5 10.5 41.1
Reconstructed 3d 20.7 19.1 6.2 11.4 39.7
Reconstructed 4e 19.6 18.5 6.0 10.4 37.0

Chicago HI 16.8 16.2 7.3 5.1 32.5
CAMM (24-h)a 17.8 16.3 8.4 5.8 34.1

Reconstructed 1b 15.3 16.1 6.1 4.2 29.0
Reconstructed 2c 15.3 15.2 6.0 4.1 30.4
Reconstructed 3d 14.7 15.7 5.6 4.1 27.9
Reconstructed 4e 14.6 15.3 5.5 4.1 29.3

Dallas HI 11.7 11.2 4.9 2.9 22.4
CAMM (24-h)a 12.2 11.8 5.0 3.6 22.6

Reconstructed 1b 12.3 11.2 4.3 4.1 23.5
Reconstructed 2c 12.3 11.2 4.6 4.1 23.3
Reconstructed 3d 12.1 11.2 4.3 3.5 22.1
Reconstructed 4e 12.0 11.1 4.5 4.2 22.0

Phoenix HI 22.5 22.2 10.3 5.7 41.8
CAMM (24-h)a 23.1 23.8 8.5 7.9 37.9

Reconstructed 1b 20.7 19.7 7.9 7.6 32.5
Reconstructed 2c 20.8 19.8 7.8 8.3 31.7
Reconstructed 3d 20.2 19.6 7.7 7.5 32.3
Reconstructed 4e 20.4 19.1 7.7 8.3 35.0
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Table 16 Continued

Site Sampler Average Median
Standard
Deviation Minimum Maximum

Bakersfield HI 18.4 16.4 10.9 5.8 54.2
CAMM (24-h)a 20.6 18.0 11.5 5.5 54.8

Reconstructed 1b 15.4 13.6 8.1 3.5 40.7
Reconstructed 2c 14.9 12.8 8.0 4.0 39.6
Reconstructed 3d 15.6 14.4 8.0 3.9 42.8
Reconstructed 4e 15.1 13.3 7.9 4.4 41.7

Philadelphia HI 21.1 16.1 16.0 6.2 63.8
CAMM (24-h)a 21.8 18.5 13.0 8.3 57.4

Reconstructed 4e 20.9 15.1 14.2 8.0 57.5
* All concentrations are in µg m-3

a Continuous CAMM data averaged over nominal 24-h periods to coincide with HI sampling
periods

b PM2.5 mass reconstruction based on the sum of sulfate, nitrate, and ammonium from F-
HEADS; elemental and organic carbon from HSPH DEN sampler, and crustal and non-
crustal elements from XRF analysis of HEADS Teflon filters.  A factor of 1.4 was used to
convert organic carbon from TOR analysis to PM2.5 hydrocarbon mass.

c PM2.5 mass reconstruction based on the sum of sulfate, nitrate, and ammonium from F-
HEADS; elemental and organic carbon from HSPH UND sampler, and crustal and non-
crustal elements from XRF analysis of HEADS Teflon filters.  A factor of 1.4 was used to
convert organic carbon from TOR analysis to PM2.5 hydrocarbon mass.

d PM2.5 mass reconstruction based on the sum of sulfate, nitrate, and ammonium from N-
HEADS; elemental and organic carbon from HSPH DEN sampler, and crustal and non-
crustal elements from XRF analysis of HEADS Teflon filters.  A factor of 1.4 was used to
convert organic carbon from TOR analysis to PM2.5 hydrocarbon mass.

e PM2.5 mass reconstruction based on the sum of sulfate, nitrate, and ammonium from N-
HEADS; elemental and organic carbon from HSPH UND sampler, and crustal and non-
crustal elements from XRF analysis of HEADS Teflon filters.  A factor of 1.4 was used to
convert organic carbon from TOR analysis to PM2.5 hydrocarbon mass.
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Figure 7 Schematic of the Aerosol Dynamics Inc. Continuous Nitrate Monitor
(ACNM)
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Figure 10A Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at all sites.
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Figure 10R Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at Riverside.
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Figure 10C Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at Chicago.
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Figure 10D Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at Dallas.
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Figure 10P Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at Phoenix.
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Figure 10B Sulfate: Harvard Impactor vs. Full HEADS F1 (Teflon) filter at
Bakersfield.
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Figure 11A Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at all sites.
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Figure 11R Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at
Riverside.
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Figure 11C Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at
Chicago.
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Figure 11D Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at Dallas.
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Figure 11P Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at
Phoenix.
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Figure 11B Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at
Bakersfield.
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Figure 11F Sulfate: Harvard Impactor vs. Nylon HEADS F1 (Teflon) filter at
Philadelphia.
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Figure 12A Sulfate: Collocated Annular Denuder Sampler Teflon filters at all sites.
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Figure 12R Sulfate: Collocated Annular Denuder Sampler Teflon filters at Riverside.
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Figure 12B Sulfate: Collocated Annular Denuder Sampler Teflon filters at
Bakersfield.



91

N 66
<x> 1.36
xmedian 1.07
<y> 1.39
ymedian 1.09
Sx 1.22
Sxy 1.23
Sy 1.27
RMS Diff. 2.5E+00
m (y=mx+b) 1.02
m Std. Error 0.02
m 95% CI 0.04
b (y=mx+b) 0.00
b Std. Error 0.04
b 95% CI 0.08
m (y=mx) 1.02
rpearson 0.99
rspearman 0.99

Statistics

C
ol

lo
ca

te
d 

Sa
m

pl
er

 T
ef

lo
n

0

1

2

3

4

5

0 1 2 3 4 5

Main Sampler SO4
-2, µg m-3

C
ol

lo
 S

am
pl

er
 S

O
4-2

, µ
g 

m
-3

0

1

2

3

4

5

15-Aug 21-Sep 28-Oct 04-Dec 10-Jan 16-Feb 25-Mar

Sample Date

SO
4-2

, µ
g 

m
-3

Main Sampler
Teflon

Collocated
Sampler Teflon

Figure 13A Sulfate: Collocated ChemSpec Sampler Teflon filters at all sites.
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Figure 13R Sulfate: Collocated ChemSpec Sampler Teflon filters at Riverside.
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Figure 13B Sulfate: Collocated ChemSpec Sampler Teflon filters at Bakersfield.
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Figure 14A Sulfate: Collocated Big BOSS quartz filters at all sites.



95

N 24
<x> 2.81
xmedian 2.67
<y> 3.18
ymedian 3.16
Sx 0.94
Sxy 0.45
Sy 0.79
RMS Diff. 2.2E+01
m (y=mx+b) 0.85
m Std. Error 0.30
m 95% CI 0.62
b (y=mx+b) 0.79
b Std. Error 0.86
b 95% CI 1.79
m (y=mx) 1.12
rpearson 0.52
rspearman 0.62

Statistics

C
ol

lo
ca

te
d 

Sa
m

pl
er

 
Q

ua
rtz

0

1

2

3

4

5

0 1 2 3 4 5

Main Sampler SO4
-2, µg m-3

C
ol

lo
 S

am
pl

er
 S

O
4-2

, µ
g 

m
-3

0

1

2

3

4

5

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

SO
4-2

, µ
g 

m
-3

Main Sampler
Quartz

Collocated
Sampler
Quartz

Figure 14R Sulfate: Collocated Big BOSS quartz filters at Riverside.
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Figure 14B Sulfate: Collocated Big BOSS quartz filters at Bakersfield.
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Figure 15A Sulfate: Collocated PC-BOSS minor flow quartz filters at all sites.
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Figure 15R Sulfate: Collocated PC-BOSS minor flow quartz filters at Riverside.
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Figure 15B Sulfate: Collocated PC-BOSS minor flow quartz filters at Bakersfield.
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Figure 16A Sulfate: Collocated PC-BOSS minor flow Teflon filters at all sites.
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Figure 16R Sulfate: Collocated PC-BOSS minor flow Teflon filters at Riverside.
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Figure 16B Sulfate: Collocated PC-BOSS minor flow Teflon filters at Bakersfield.
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Figure 17A Sulfate: Collocated PC-BOSS major flow quartz filters at all sites.
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Figure 17R Sulfate: Collocated PC-BOSS major flow quartz filters at Riverside.
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Figure 17B Sulfate: Collocated PC-BOSS major flow quartz filters at Bakersfield.
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Figure 18A Sulfate: Annular Denuder Sampler vs. ChemSpec sampler Teflon filters at
all sites.
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Figure 18R Sulfate: Annular Denuder Sampler vs. ChemSpec sampler Teflon filters at
Riverside.
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Figure 18B Sulfate: Annular Denuder Sampler vs. ChemSpec sampler Teflon filters at
Bakersfield.
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Figure 19A Sulfate: Annular Denuder Sampler Teflon filter vs. Big BOSS quartz filter
at all sites.
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Figure 19R Sulfate: Annular Denuder Sampler Teflon filter vs. Big BOSS quartz filter
at Riverside.
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Figure 19B Sulfate: Annular Denuder Sampler Teflon filter vs. Big BOSS quartz filter
at Bakersfield.
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Figure 20A Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor + major quartz filters at all sites.
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Figure 20R Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor + major quartz filters at Riverside.
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Figure 20B Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor + major quartz filters at Bakersfield.
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Figure 21A Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor Teflon + major quartz filters at all sites.
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Figure 21R Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor Teflon + major quartz filters at Riverside.
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N 36 12
<x> 0.97 0.65
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Figure 21B Sulfate: Annular Denuder Sampler Teflon filter vs. PC-BOSS A and B
minor Teflon + major quartz filters at Bakersfield.
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Figure 22A Sulfate: ChemSpec Sampler Teflon filter vs. Big BOSS quartz filter at all
sites.
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Figure 22R Sulfate: ChemSpec Sampler Teflon filter vs. Big BOSS quartz filter at
Riverside.
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Figure 27A Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. Annular Denuder
Sampler Teflon filter at all sites.



134

N 30 29
<x> 2.20 2.18
xmedian 1.95 1.94
<y> 2.80 2.77
ymedian 2.61 2.45
Sx 1.16 1.16
Sxy 0.90 0.96
Sy 0.87 0.97
RMS Diff. 1.7E+01 1.6E+01
m (y=mx+b) 0.85 0.90
m Std. Error 0.08 0.08
m 95% CI 0.16 0.16
b (y=mx+b) 0.92 0.80
b Std. Error 0.19 0.19
b 95% CI 0.39 0.39
m (y=mx) 1.21 1.22
rpearson 0.90 0.91
rspearman 0.86 0.86

N
yl

on
 H

EA
D

S 
F1

Statistics

Fu
ll 

H
EA

D
S 

F1

0

1

2

3

4

5

0 1 2 3 4 5

Annular Denuder SO4
-2, µg m-3

H
EA

D
S 

F1
 S

O
4-2

, µ
g 

m
-3

0

1

2

3

4

5

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

SO
4-2

, µ
g 

m
-3

Annular
Denuder
Teflon

Full HEADS F1

Nylon HEADS
F1

Figure 27R Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. Annular Denuder
Sampler Teflon filter at Riverside.
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Sampler Teflon filter at Bakersfield.
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Figure 28A Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. ChemSpec Sampler
Teflon filter at all sites.
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Figure 28R Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. ChemSpec Sampler
Teflon filter at Riverside.
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Figure 28B Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. ChemSpec Sampler
Teflon filter at Bakersfield.
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Figure 29A Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. Big BOSS quartz
filter at all sites.
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Figure 29R Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. Big BOSS quartz
filter at Riverside.
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Figure 29B Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. Big BOSS quartz
filter at Bakersfield.
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Figure 30A Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor +
major quartz filters at all sites.
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Figure 30R Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor +
major quartz filters at Riverside.
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Figure 30B Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor +
major quartz filters at Bakersfield.
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Figure 31A Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor
Teflon + major quartz filters at all sites.
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Figure 31R Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor
Teflon + major quartz filters at Riverside.
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Figure 31B Sulfate: Full and Nylon HEADS F1 (Teflon) filter vs. PC-BOSS minor
Teflon + major quartz filters at Bakersfield.
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Figure 32A Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at all sites.
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Figure 32R Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at Riverside.
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Figure 32C Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at Chicago.
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Figure 32D Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at Dallas.
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Figure 32P Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at Phoenix.
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Figure 32B Nitrate: Full HEADS F1 + F2 – F3 filters vs. Nylon HEADS F1 + FN
filters at Bakersfield.



154

N 174
<x> 3.20
xmedian 2.33
<y> 1.91
ymedian 1.08
Sx 10.48
Sxy 7.20
Sy 5.82
RMS Diff. 6.2E+02
m (y=mx+b) 0.73
m Std. Error 0.02
m 95% CI 0.05
b (y=mx+b) -0.42
b Std. Error 0.10
b 95% CI 0.20
m (y=mx) 0.66
rpearson 0.92
rspearman 0.83

Statistics

Fu
ll 

H
EA

D
S 

F1

0

5

10

15

20

25

0 5 10 15 20 25

F1+F2-F3 NO3
-, µg m-3

F1
 N

O
3- , µ

g 
m

-3

0

5

10

15

20

25

15-Aug 21-Sep 28-Oct 04-Dec 10-Jan 16-Feb 25-Mar

Sample Date

N
O

3- , µ
g 

m
-3

Full HEADS
F1+F2-F3

Full HEADS F1

Figure 33A Nitrate: Full HEADS F1 (Teflon) filter vs. F1 (Teflon) + F2 – F3 (sodium
carbonate) filters at all sites.
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Figure 34A Nitrate: Nylon HEADS F1 (Teflon) filter vs. F1 (Teflon) + FN (nylon)
filters at all sites.
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Figure 35A Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at all sites.
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Figure 35R Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at
Riverside.
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Figure 35C Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at
Chicago.
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Figure 35D Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at Dallas.
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Figure 35P Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at
Phoenix.
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Figure 35B Nitrate: Harvard Impactor vs. Full HEADS F1 + F2 – F3 filters at
Bakersfield.
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Figure 36A Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at all sites.
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Figure 36R Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at Riverside.
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Figure 36C Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at Chicago.
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Figure 36D Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at Dallas.
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Figure 36P Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at Phoenix.
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Figure 36B Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at
Bakersfield.
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Figure 36F Nitrate: Harvard Impactor vs. Nylon HEADS F1 + FN filters at
Philadelphia.
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Figure 37A Nitrate: Harvard Impactor vs. Full HEADS F1 filter at all sites.
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Figure 38A Nitrate: Harvard Impactor vs. Nylon HEADS F1 filter at all sites.
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Figure 39A Nitrate: Collocated Annular Denuder Sampler Teflon + nylon filters at all
sites.



172

N 9
<x> 5.46
xmedian 5.60
<y> 5.24
ymedian 5.64
Sx 23.72
Sxy 15.58
Sy 11.10
RMS Diff. 3.0E+01
m (y=mx+b) 0.67
m Std. Error 0.07
m 95% CI 0.18
b (y=mx+b) 1.56
b Std. Error 0.53
b 95% CI 1.25
m (y=mx) 0.85
rpearson 0.96
rspearman 0.82

Statistics

C
ol

lo
ca

te
d 

Sa
m

pl
er

 T
ef

lo
n 

+ 
ny

lo
n

0

5

10

15

20

25

0 5 10 15 20 25

Main Sampler NO3
-, µg m-3

C
ol

lo
 S

am
pl

er
 N

O
3- , µ

g 
m

-3

0

5

10

15

20

25

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

N
O

3- , µ
g 

m
-3

Main Sampler
Teflon + nylon

Collocated
Sampler Teflon
+ nylon

Figure 39R Nitrate: Collocated Annular Denuder Sampler Teflon + nylon filters at
Riverside.



173

N 11
<x> 5.55
xmedian 3.75
<y> 5.71
ymedian 4.43
Sx 41.34
Sxy 40.29
Sy 39.84
RMS Diff. 6.5E+00
m (y=mx+b) 0.98
m Std. Error 0.04
m 95% CI 0.09
b (y=mx+b) 0.27
b Std. Error 0.33
b 95% CI 0.75
m (y=mx) 1.00
rpearson 0.99
rspearman 0.96

Statistics

C
ol

lo
ca

te
d 

Sa
m

pl
er

 T
ef

lo
n 

+ 
ny

lo
n

0

5

10

15

20

25

0 5 10 15 20 25

Main Sampler NO3
-, µg m-3

C
ol

lo
 S

am
pl

er
 N

O
3- , µ

g 
m

-3

0

5

10

15

20

25

31-Jan 08-Feb 16-Feb 24-Feb 04-Mar 12-Mar 20-Mar

Sample Date

N
O

3- , µ
g 

m
-3

Main Sampler
Teflon + nylon

Collocated
Sampler Teflon
+ nylon

Figure 39B Nitrate: Collocated Annular Denuder Sampler Teflon + nylon filters at
Bakersfield.
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Figure 41A Nitrate: Collocated ChemSpec Sampler Teflon + nylon filters at all sites.
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Figure 41R Nitrate: Collocated ChemSpec Sampler Teflon + nylon filters at Riverside.



177

N 47
<x> 4.63
xmedian 3.28
<y> 4.66
ymedian 3.16
Sx 21.57
Sxy 21.54
Sy 21.58
RMS Diff. 2.5E+00
m (y=mx+b) 1.00
m Std. Error 0.01
m 95% CI 0.02
b (y=mx+b) 0.03
b Std. Error 0.05
b 95% CI 0.10
m (y=mx) 1.00
rpearson 1.00
rspearman 1.00

Statistics

C
ol

lo
ca

te
d 

Sa
m

pl
er

 T
ef

lo
n 

+ 
ny

lo
n

0

4

8

12

16

20

0 4 8 12 16 20

Main Sampler NO3
-, µg m-3

C
ol

lo
 S

am
pl

er
 N

O
3- , µ

g 
m

-3

0

4

8

12

16

20

31-Jan 08-Feb 16-Feb 24-Feb 04-Mar 12-Mar 20-Mar

Sample Date

N
O

3- , µ
g 

m
-3

Main Sampler
Teflon + nylon

Collocated
Sampler Teflon
+ nylon

Figure 41B Nitrate: Collocated ChemSpec Sampler Teflon + nylon filters at
Bakersfield.
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N 74
<x> 4.33
xmedian 3.29
<y> 2.62
ymedian 1.54
Sx 15.80
Sxy 12.27
Sy 10.69
RMS Diff. 3.6E+02
m (y=mx+b) 0.81
m Std. Error 0.03
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Figure 42A Nitrate: ChemSpec Sampler Teflon filter vs. Teflon + nylon filters at all
sites.
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N 31
<x> 2.85
xmedian 2.68
<y> 2.75
ymedian 2.32
Sx 3.34
Sxy 2.77
Sy 3.73
RMS Diff. 4.6E+01
m (y=mx+b) 1.07
m Std. Error 0.16
m 95% CI 0.32
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Figure 43A Nitrate: Collocated PC-BOSS minor flow quartz + Empore + major flow
quartz filters at all sites.
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N 17
<x> 2.75
xmedian 2.25
<y> 2.84
ymedian 1.77
Sx 4.18
Sxy 3.54
Sy 5.18
RMS Diff. 3.7E+01
m (y=mx+b) 1.15
m Std. Error 0.26
m 95% CI 0.54
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Figure 43R Nitrate: Collocated PC-BOSS minor flow quartz + Empore + major flow
quartz filters at Riverside.
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N 14
<x> 2.97
xmedian 3.24
<y> 2.64
ymedian 2.69
Sx 2.55
Sxy 2.07
Sy 2.21
RMS Diff. 9.5E+00
m (y=mx+b) 0.92
m Std. Error 0.15
m 95% CI 0.32
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Figure 43B Nitrate: Collocated PC-BOSS minor flow quartz + Empore + major flow
quartz filters at Bakersfield.
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N 35
<x> 2.57
xmedian 2.50
<y> 2.30
ymedian 2.02
Sx 2.57
Sxy 2.38
Sy 2.73
RMS Diff. 2.1E+01
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Figure 44A Nitrate: Collocated PC-BOSS minor flow Teflon + nylon + major flow
quartz filters at all sites.
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N 21
<x> 2.54
xmedian 2.18
<y> 2.31
ymedian 1.28
Sx 3.10
Sxy 3.07
Sy 3.61
RMS Diff. 1.2E+01
m (y=mx+b) 1.09
m Std. Error 0.11
m 95% CI 0.23
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Figure 44R Nitrate: Collocated PC-BOSS minor flow Teflon + nylon + major flow
quartz filters at Riverside.
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N 14
<x> 2.61
xmedian 2.78
<y> 2.28
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RMS Diff. 8.7E+00
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Figure 44B Nitrate: Collocated PC-BOSS minor flow Teflon + nylon + major flow
quartz filters at Bakersfield.
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N 43
<x> 0.26
xmedian 0.12
<y> 0.23
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Figure 45A Nitrate: Collocated PC-BOSS major flow quartz filters at all sites.
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N 76
<x> 3.34
xmedian 2.64
<y> 2.72
ymedian 1.80
Sx 9.56
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RMS Diff. 6.7E+01
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Figure 46A Nitrate: PC-BOSS minor flow quartz filter vs. minor flow quartz +
Empore filters at all sites.
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N 83
<x> 3.12
xmedian 2.52
<y> 2.59
ymedian 1.64
Sx 8.22
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RMS Diff. 3.8E+01
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b 95% CI 0.14
m (y=mx) 0.90
rpearson 0.99
rspearman 0.95

Statistics

PC
-B

O
SS

 A
 

m
in

or
 T

1

0

3

6

9

12

15

0 3 6 9 12 15

Minor T1+N1 NO3
-, µg m-3

M
in

or
 T

1 
N

O
3- , µ

g 
m

-3

0

3

6

9

12

15

15-Aug 21-Sep 28-Oct 04-Dec 10-Jan 16-Feb 25-Mar

Sample Date

N
O

3- , µ
g 

m
-3

PC-BOSS A
minor T1 + N1

PC-BOSS A
minor T1

Figure 47A Nitrate: PC-BOSS minor flow Teflon filter vs. minor flow Teflon + nylon
filters at all sites.
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N 77
<x> 2.69
xmedian 1.80
<y> 2.42
ymedian 1.61
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Figure 48A Nitrate: PC-BOSS minor flow quartz vs. minor flow Teflon filters at all
sites.
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N 60
<x> 4.85
xmedian 3.28
<y> 4.39
ymedian 3.29
Sx 21.08
Sxy 18.27
Sy 16.86
RMS Diff. 9.5E+01
m (y=mx+b) 0.89
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Figure 49A Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. ChemSpec
Sampler Teflon + nylon filters at all sites.
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N 24
<x> 4.19
xmedian 3.19
<y> 3.82
ymedian 3.35
Sx 10.50
Sxy 7.48
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RMS Diff. 4.7E+01
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Figure 49R Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. ChemSpec
Sampler Teflon + nylon filters at Riverside.
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N 36
<x> 5.29
xmedian 3.83
<y> 4.77
ymedian 3.29
Sx 28.14
Sxy 25.45
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RMS Diff. 4.8E+01
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m Std. Error 0.03
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Figure 49B Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. ChemSpec
Sampler Teflon + nylon filters at Bakersfield.
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N 68 29
<x> 4.52 3.55
xmedian 3.02 2.66
<y> 3.68 2.82
ymedian 2.72 2.32
Sx 19.98 6.09
Sxy 13.97 3.78
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m Std. Error 0.03 0.12
m 95% CI 0.07 0.26
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b 95% CI 0.41 1.05
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Figure 50A Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. PC-BOSS A
and B minor flow quartz + Empore + major flow quartz filters at all sites.
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N 36 17
<x> 3.80 3.53
xmedian 2.66 1.70
<y> 3.04 2.90
ymedian 2.27 1.77
Sx 10.51 8.61
Sxy 7.76 4.92
Sy 7.07 5.34
RMS Diff. 9.3E+01 7.2E+01
m (y=mx+b) 0.80 0.72
m Std. Error 0.07 0.18
m 95% CI 0.14 0.38
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Figure 50R Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. PC-BOSS A
and B minor flow quartz + Empore + major flow quartz filters at
Riverside.
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N 32 12
<x> 5.33 3.58
xmedian 3.83 3.83
<y> 4.41 2.71
ymedian 3.69 2.69
Sx 30.03 2.98
Sxy 20.27 2.48
Sy 14.90 2.47
RMS Diff. 1.6E+02 1.4E+01
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m Std. Error 0.04 0.13
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Figure 50B Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. PC-BOSS A
and B minor flow quartz + Empore + major flow quartz filters at
Bakersfield.
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N 72 32
<x> 4.66 3.63
xmedian 3.19 2.95
<y> 3.40 2.32
ymedian 2.58 1.98
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m Std. Error 0.03 0.08
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Figure 51A Nitrate: Annular Denuder Sampler Teflon + nylon filters vs. PC-BOSS A
and B minor flow Teflon + nylon + major flow quartz filters at all sites.
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N 37 20
<x> 3.84 3.66
xmedian 2.86 1.80
<y> 2.62 2.29
ymedian 2.06 1.26
Sx 10.28 8.57
Sxy 5.96 4.58
Sy 4.19 3.80
RMS Diff. 1.5E+02 9.8E+01
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m Std. Error 0.05 0.11
m 95% CI 0.10 0.22
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b Std. Error 0.23 0.47
b 95% CI 0.47 1.00
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Figure 53A Nitrate: ChemSpec Sampler Teflon + nylon filters vs. PC-BOSS A and B
minor flow Teflon + nylon + major flow quartz filters at all sites.
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Figure 54A Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
Annular Denuder Sampler Teflon + nylon filters at all sites.
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Figure 54R Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
Annular Denuder Sampler Teflon + nylon filters at Riverside.
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Figure 54B Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
Annular Denuder Sampler Teflon + nylon filters at Bakersfield.
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Figure 55A Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
ChemSpec Sampler Teflon + nylon filters at all sites.
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Figure 55R Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
ChemSpec Sampler Teflon + nylon filters at Riverside.
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Figure 55B Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
ChemSpec Sampler Teflon + nylon filters at Bakersfield.
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Figure 56A Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow quartz + Empore + major flow quartz filters at all
sites.



211

N 31 29
<x> 2.83 2.88
xmedian 2.25 2.25
<y> 3.71 4.28
ymedian 2.69 3.17
Sx 6.76 7.12
Sxy 6.99 9.24
Sy 8.22 13.19
RMS Diff. 5.4E+01 1.1E+02
m (y=mx+b) 1.11 1.38
m Std. Error 0.08 0.08
m 95% CI 0.16 0.17
b (y=mx+b) 0.57 0.30
b Std. Error 0.28 0.32
b 95% CI 0.58 0.66
m (y=mx) 1.23 1.44
rpearson 0.94 0.95
rspearman 0.87 0.80

N
yl

on
 H

EA
D

S 
F1

+F
N

Statistics

Fu
ll 

H
EA

D
S 

F1
+F

2-
F3

0

5

10

15

20

25

0 5 10 15 20 25

PC-BOSS A NO3
-, µg m-3

H
EA

D
S 

F1
 N

O 3
- , µ

g 
m

-3

0

5

10

15

20

25

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

N
O

3- , µ
g 

m
-3

PC-BOSS A
minor Q1 + E1
+ major Q2

Full HEADS
F1+F2-F3

Nylon HEADS
F1+FN

Figure 56R Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow quartz + Empore + major flow quartz filters at
Riverside.
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Figure 56B Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow quartz + Empore + major flow quartz filters at
Bakersfield.
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N 73 71
<x> 3.63 3.68
xmedian 2.81 2.85
<y> 4.46 5.30
ymedian 3.19 3.76
Sx 10.48 10.68
Sxy 12.59 14.99
Sy 16.93 23.21
RMS Diff. 2.1E+02 4.6E+02
m (y=mx+b) 1.29 1.50
m Std. Error 0.05 0.06
m 95% CI 0.11 0.12
b (y=mx+b) -0.23 -0.23
b Std. Error 0.25 0.28
b 95% CI 0.50 0.56
m (y=mx) 1.25 1.47
rpearson 0.94 0.95
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Figure 57A Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow Teflon + nylon + major flow quartz filters at all
sites.
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N 32 30
<x> 2.44 2.47
xmedian 1.92 1.92
<y> 3.80 4.38
ymedian 2.75 3.25
Sx 3.72 3.91
Sxy 5.13 6.59
Sy 8.18 13.05
RMS Diff. 1.1E+02 2.2E+02
m (y=mx+b) 1.52 1.91
m Std. Error 0.11 0.15
m 95% CI 0.22 0.31
b (y=mx+b) 0.08 -0.35
b Std. Error 0.33 0.46
b 95% CI 0.67 0.95
m (y=mx) 1.54 1.82
rpearson 0.93 0.92
rspearman 0.86 0.77
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Figure 57R Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow Teflon + nylon + major flow quartz filters at
Riverside.
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N 41 41
<x> 4.57 4.57
xmedian 3.49 3.49
<y> 4.97 5.97
ymedian 3.37 4.37
Sx 13.96 13.96
Sxy 17.56 20.01
Sy 23.52 30.07
RMS Diff. 1.0E+02 2.4E+02
m (y=mx+b) 1.31 1.48
m Std. Error 0.05 0.05
m 95% CI 0.11 0.10
b (y=mx+b) -1.01 -0.79
b Std. Error 0.31 0.30
b 95% CI 0.63 0.61
m (y=mx) 1.18 1.38
rpearson 0.97 0.98
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Figure 57B Nitrate: Full HEADS F1 + F2 – F3 and Nylon HEADS F1 + FN filters vs.
PC-BOSS A minor flow Teflon + nylon + major flow quartz filters at
Bakersfield.
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N 173
<x> 68.52
xmedian 54.74
<y> 69.82
ymedian 55.84
Sx 3557.55
Sxy 3446.58
Sy 3473.88
RMS Diff. 2.4E+04
m (y=mx+b) 0.99
m Std. Error 0.02
m 95% CI 0.03
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Figure 58A Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at all sites.
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N 31
<x> 75.71
xmedian 59.18
<y> 75.02
ymedian 57.13
Sx 2648.61
Sxy 2391.64
Sy 2310.50
RMS Diff. 5.3E+03
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m Std. Error 0.05
m 95% CI 0.09
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Figure 58R Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at Riverside.
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N 31
<x> 88.98
xmedian 84.14
<y> 91.82
ymedian 84.57
Sx 2696.93
Sxy 2501.94
Sy 2433.26
RMS Diff. 4.0E+03
m (y=mx+b) 0.95
m Std. Error 0.04
m 95% CI 0.08
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Figure 58C Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at Chicago.
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N 33
<x> 53.18
xmedian 54.74
<y> 59.39
ymedian 43.90
Sx 1237.87
Sxy 1417.53
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RMS Diff. 7.8E+03
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m Std. Error 0.07
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Figure 58D Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at Dallas.
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N 31
<x> 42.94
xmedian 31.75
<y> 43.90
ymedian 34.97
Sx 1604.84
Sxy 1576.72
Sy 1616.50
RMS Diff. 2.1E+03
m (y=mx+b) 1.00
m Std. Error 0.04
m 95% CI 0.08
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Figure 58P Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at Phoenix.
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N 47
<x> 77.91
xmedian 47.82
<y> 76.28
ymedian 48.97
Sx 6891.58
Sxy 6729.25
Sy 6670.10
RMS Diff. 4.9E+03
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m Std. Error 0.02
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Figure 58B Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) filter at Bakersfield.
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N 172
<x> 37.61
xmedian 29.69
<y> 44.40
ymedian 35.99
Sx 964.19
Sxy 1056.32
Sy 1289.72
RMS Diff. 3.2E+04
m (y=mx+b) 1.17
m Std. Error 0.03
m 95% CI 0.06
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b 95% CI 2.86
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Figure 59A Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at all sites.
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N 29
<x> 52.64
xmedian 46.53
<y> 55.39
ymedian 45.98
Sx 380.37
Sxy 460.45
Sy 587.41
RMS Diff. 1.5E+03
m (y=mx+b) 1.25
m Std. Error 0.06
m 95% CI 0.11
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Statistics

F1
 C

at
io

ns

0

50

100

150

200

250

0 50 100 150 200 250

Anions, nmol m-3

C
at

io
ns

, n
m

ol
 m

-3

0

50

100

150

200

250

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

C
ha

rg
e 

Eq
ui

va
le

nt
s,

 n
m

ol
 m

-3

F1 Anions

F1 Cations

Figure 59R Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at Riverside.
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N 31
<x> 61.30
xmedian 52.94
<y> 70.45
ymedian 65.14
Sx 1189.40
Sxy 1085.27
Sy 1331.67
RMS Diff. 1.3E+04
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m Std. Error 0.12
m 95% CI 0.24
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Figure 59C Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at Chicago.
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N 34
<x> 35.79
xmedian 28.10
<y> 46.75
ymedian 37.85
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Sxy 709.02
Sy 1025.67
RMS Diff. 9.3E+03
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m Std. Error 0.09
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Figure 59D Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at Dallas.
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N 31
<x> 16.27
xmedian 12.92
<y> 19.66
ymedian 18.44
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Figure 59P Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at Phoenix.
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N 47
<x> 28.11
xmedian 16.90
<y> 35.06
ymedian 23.34
Sx 1146.68
Sxy 1355.10
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RMS Diff. 7.2E+03
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m Std. Error 0.04
m 95% CI 0.08
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Figure 59B Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Nylon HEADS F1 (Teflon) filter at Bakersfield.
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N 173
<x> 88.97
xmedian 71.96
<y> 118.79
ymedian 97.66
Sx 5151.34
Sxy 5274.09
Sy 9722.64
RMS Diff. 9.0E+05
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m Std. Error 0.10
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Figure 60A Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at all
sites.
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N 31
<x> 112.48
xmedian 90.16
<y> 228.34
ymedian 202.78
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Sxy 7619.35
Sy 20825.44
RMS Diff. 7.1E+05
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Figure 60R Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at
Riverside.
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N 31
<x> 96.48
xmedian 88.15
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Figure 60C Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at
Chicago.
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N 33
<x> 59.46
xmedian 61.03
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ymedian 77.16
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RMS Diff. 2.1E+04
m (y=mx+b) 1.19
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Figure 60D Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at
Dallas.
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Figure 60P Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at
Phoenix.
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Figure 60B Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS F1 (Teflon) + backup filters at
Bakersfield.
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Figure 61A Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at all
sites.
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Figure 61R Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at
Riverside.
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Figure 61C Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at
Chicago.
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Figure 61D Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at
Dallas.
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Figure 61P Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at
Phoenix.



239

N 47
<x> 25.38
xmedian 15.71
<y> 4.56
ymedian
Sx 600.42
Sxy -84.17
Sy 97.36
RMS Diff. 6.0E+04
m (y=mx+b) -0.16
m Std. Error 0.07
m 95% CI 0.13
b (y=mx+b) 8.69
b Std. Error 2.15
b 95% CI 4.33
m (y=mx) 0.03
rpearson 0.35
rspearman -1.42

Statistics

F4
 A

m
m

on
iu

m

0

120

240

360

480

600

0 120 240 360 480 600
NO3

-, µg m-3

N
H 4

+ , µ
g 

m
-3

0

120

240

360

480

600

31-Jan 08-Feb 16-Feb 24-Feb 04-Mar 12-Mar 20-Mar

Sample Date

C
ha

rg
e 

Eq
ui

va
le

nt
s,

 n
m

ol
 m

-3 F2-F3 Nitrate

F4 Ammonium

Figure 61B Ion Balance: Anion vs. cation equivalents for ammonium, acidity, nitrate,
and sulfate collected on Full HEADS backup filters (F2 – F3 and F4) at
Bakersfield.
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Figure 62B Carbon denuder test: organic carbon on front quartz filter (Qa) of denuded
sampler without prefilter (DEN) vs. denuded sampler with Teflon prefilter
(DPF) at Bakersfield.
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Figure 63B Carbon denuder test: organic carbon on front quartz filter (Qa) of
undenuded sampler without prefilter (UND) vs. undenuded sampler with
Teflon prefilter (UPF) at Bakersfield.
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Figure 64B Carbon denuder test: organic carbon on front quartz filter (Qa) of denuded
sampler with Teflon prefilter (DPF) vs. undenuded sampler with Teflon
prefilter (UPF) at Bakersfield.
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Figure 65B Carbon denuder test: calculated gas-quartz filter adsorption equilibrium
constant vs. 23-h average reciprocal Kelvin temperature at Bakersfield.
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Figure 66B Carbon denuder test: calculated gas-quartz filter adsorption equilibrium
constant vs. 23-h average relative humidity at Bakersfield.
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Figure 67B Carbon denuder test: calculated denuder efficiency vs. 23-h average
reciprocal Kelvin temperature at Bakersfield.
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Figure 68B Carbon denuder test: calculated denuder efficiency vs. 23-h average
relative humidity at Bakersfield.
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Figure 69A Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at all sites.
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Figure 69R Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at Riverside.



249

N 38
<x> 1.43
xmedian 1.11
<y> 1.50
ymedian 1.15
Sx 0.88
Sxy 0.90
Sy 0.95
RMS Diff. 1.3E+00
m (y=mx+b) 1.04
m Std. Error 0.03
m 95% CI 0.06
b (y=mx+b) 0.01
b Std. Error 0.05
b 95% CI 0.11
m (y=mx) 1.05
rpearson 0.98
rspearman 0.98

Statistics

U
nd

en
ud

ed
 Q

a 
EC

0

2

4

6

8

0 2 4 6 8

Denuded: Qa EC, µg m-3

U
nd

en
ud

ed
: Q

a E
C

, µ
g 

m
-3

0

2

4

6

8

09-Oct 15-Oct 21-Oct 27-Oct 02-Nov 08-Nov 14-Nov

Sample Date

El
em

en
ta

l C
ar

bo
n,

 µ
g 

m
-3

Denuded Qa
EC

Undenuded Qa
EC

Figure 69C Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at Chicago.
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Figure 69D Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at Dallas.
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Figure 69P Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at Phoenix.
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Figure 69B Elemental carbon: denuded (DEN) vs. undenuded (UND) Harvard carbon
Sampler front quartz filter (Qa) at Bakersfield.
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Figure 70A Elemental carbon: collocated Big BOSS quartz filter at all sites.
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N 8
<x> 2.94
xmedian 3.21
<y> 3.05
ymedian 3.12
Sx 0.52
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RMS Diff. 2.4E+00
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Figure 70R Elemental carbon: collocated Big BOSS quartz filter at Riverside.
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N 30
<x> 1.26
xmedian 1.23
<y> 1.18
ymedian 1.11
Sx 0.21
Sxy 0.06
Sy 0.14
RMS Diff. 6.7E+00
m (y=mx+b) 0.58
m Std. Error 0.29
m 95% CI 0.60
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Figure 70B Elemental carbon: collocated Big BOSS quartz filter at Bakersfield.
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N 12
<x> 2.91
xmedian 2.85
<y> 2.40
ymedian 2.13
Sx 0.91
Sxy 0.42
Sy 1.08
RMS Diff. 1.6E+01
m (y=mx+b) 1.21
m Std. Error 0.85
m 95% CI 1.90
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b Std. Error 2.51
b 95% CI 5.59
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Figure 71A Elemental carbon: collocated PC-BOSS minor + major flow quartz filters
at all sites.
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N 3
<x> 2.36
xmedian 1.98
<y> 2.58
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RMS Diff. 5.8E-01
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Figure 71R Elemental carbon: collocated PC-BOSS minor + major flow quartz filters
at Riverside.
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N 9
<x> 3.10
xmedian 2.91
<y> 2.33
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Sx 0.93
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RMS Diff. 1.5E+01
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Figure 71B Elemental carbon: collocated PC-BOSS minor + major flow quartz filters
at Bakersfield.
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N 48 14
<x> 1.81 1.56
xmedian 1.67 1.56
<y> 2.41 2.17
ymedian 2.28 1.93
Sx 0.80 0.10
Sxy 0.61 -0.03
Sy 0.96 0.88
RMS Diff. 4.2E+01 1.9E+01
m (y=mx+b) 1.14 -30.78
m Std. Error 0.17 314.51
m 95% CI 0.35 685.25
b (y=mx+b) 0.33 50.11
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b 95% CI 0.68 1067.12
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Figure 72A Elemental carbon: Big BOSS quartz filter vs. PC-BOSS A minor + major
flow quartz filters at all sites.
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N 19 3
<x> 2.67 1.72
xmedian 2.73 1.71
<y> 2.96 2.58
ymedian 3.19 2.56
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Sxy 0.31 0.04
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Figure 72R Elemental carbon: Big BOSS quartz filter vs. PC-BOSS A minor + major
flow quartz filters at Riverside.
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N 29 11
<x> 1.26 1.51
xmedian 1.24 1.40
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Figure 72B Elemental carbon: Big BOSS quartz filter vs. PC-BOSS A minor + major
flow quartz filters at Bakersfield.
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N 56 55
<x> 1.82 1.82
xmedian 1.67 1.68
<y> 1.50 1.58
ymedian 1.37 1.49
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Sxy 0.36 0.32
Sy 0.43 0.41
RMS Diff. 3.3E+01 3.5E+01
m (y=mx+b) 0.62 0.55
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Figure 73A Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. Big BOSS quartz filter at all sites.
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N 21 21
<x> 2.71 2.71
xmedian 2.73 2.73
<y> 1.76 1.82
ymedian 1.42 1.84
Sx 0.53 0.53
Sxy 0.34 0.24
Sy 0.56 0.33
RMS Diff. 2.7E+01 2.4E+01
m (y=mx+b) 1.05 0.68
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Figure 73R Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. Big BOSS quartz filter at Riverside.



264

N 35 34
<x> 1.28 1.28
xmedian 1.25 1.25
<y> 1.34 1.43
ymedian 1.34 1.27
Sx 0.19 0.20
Sxy 0.16 0.15
Sy 0.30 0.41
RMS Diff. 6.1E+00 1.1E+01
m (y=mx+b) 1.39 1.94
m Std. Error 0.28 0.56
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Figure 73B Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. Big BOSS quartz filter at
Bakersfield.
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N 56 55
<x> 2.54 2.55
xmedian 2.54 2.58
<y> 1.60 1.71
ymedian 1.43 1.68
Sx 0.98 0.99
Sxy 0.54 0.51
Sy 0.56 0.53
RMS Diff. 7.5E+01 6.6E+01
m (y=mx+b) 0.68 0.64
m Std. Error 0.09 0.09
m 95% CI 0.18 0.18
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Figure 74A Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. PC-BOSS minor flow quartz + major
flow quartz filters at all sites.
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N 21 21
<x> 2.97 2.97
xmedian 3.13 3.13
<y> 1.84 1.94
ymedian 1.86 2.00
Sx 0.44 0.44
Sxy 0.29 0.20
Sy 0.53 0.33
RMS Diff. 3.5E+01 3.0E+01
m (y=mx+b) 1.16 0.76
m Std. Error 0.35 0.29
m 95% CI 0.74 0.60
b (y=mx+b) -1.62 -0.33
b Std. Error 1.06 0.87
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Figure 74R Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. PC-BOSS minor flow quartz + major
flow quartz filters at Riverside.
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N 35 34
<x> 2.28 2.29
xmedian 2.07 2.09
<y> 1.46 1.57
ymedian 1.34 1.47
Sx 1.14 1.17
Sxy 0.60 0.61
Sy 0.54 0.61
RMS Diff. 4.0E+01 3.6E+01
m (y=mx+b) 0.61 0.64
m Std. Error 0.09 0.11
m 95% CI 0.19 0.22
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Figure 74B Elemental carbon: denuded (DEN) and undenuded (UND) Harvard
Carbon Sampler front filters (Qa) vs. PC-BOSS minor flow quartz + major
flow quartz filters at Bakersfield.
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N 186
<x> 6.42
xmedian 5.86
<y> 7.03
ymedian 6.35
Sx 11.04
Sxy 11.74
Sy 13.13
RMS Diff. 2.0E+02
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Figure 75A Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at all sites.
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N 37
<x> 7.02
xmedian 7.04
<y> 7.63
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Figure 75R Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at Riverside.
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N 38
<x> 4.76
xmedian 4.50
<y> 5.35
ymedian 4.86
Sx 5.86
Sxy 6.13
Sy 6.94
RMS Diff. 3.4E+01
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Figure 75C Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at Chicago.
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N 33
<x> 4.76
xmedian 4.42
<y> 5.31
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Figure 75D Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at Dallas.
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N 33
<x> 10.60
xmedian 10.62
<y> 11.66
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Figure 75P Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at Phoenix.
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Figure 75B Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler front quartz filter (Qa) at Bakersfield.
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Figure 76A Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at all sites.
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Figure 76R Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at Riverside.
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Figure 76C Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at Chicago.
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Figure 76D Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at Dallas.



278

N 33
<x> 0.91
xm edian 0.87
<y> 1.74
ym edian 1.87
Sx 0.26
Sxy 0.12
Sy 0.55
RMS Diff. 4.1E+01
m (y=mx+b) 2.66
m Std. Error 1.45
m 95% CI 2.96
b (y=mx+b) -0.68
b Std. Error 1.33
b 95% CI 2.72
m (y=mx) 1.97
rpearson 0.32
rspearm an 0.50

Statistics

U
nd

en
ud

ed
 Q

b 
TC

0

1

2

3

4

0 1 2 3 4

Denuded: Qb TC, µg m-3

U
nd

en
ud

ed
: Q

b T
C

, µ
g 

m
-3

0

1

2

3

4

13-Dec 20-Dec 27-Dec 03-Jan 10-Jan 17-Jan 24-Jan
Sample Date

To
ta

l C
ar

bo
n,

 µ
g 

m
-3

Denuded Qb
TC

Undenuded
Qb TC

Figure 76D Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at Phoenix.
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Figure 76B Total carbon: denuded (DEN) vs. undenuded (UND) Harvard Carbon
Sampler back quartz filter (Qb) at Bakersfield.
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Figure 77A Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at all sites.
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Figure 77R Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at Riverside.
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Figure 77C Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at Chicago.
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Figure 77D Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at Dallas.
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Figure 77D Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at Phoenix.
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Figure 77B Total carbon: Harvard Carbon Sampler undenuded (UND) front filter (Qa)
and front – back filter (Qa – Qb) vs. denuded (DEN) front + back (Qa + Qb)
at Bakersfield.
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Figure 78A Total carbon: collocated Big BOSS quartz + Empore filters at all sites.
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Figure 78R Total carbon: collocated Big BOSS quartz + Empore filters at Riverside.
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Figure 78B Total carbon: collocated Big BOSS quartz + Empore filters at Bakersfield.
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Figure 79A Total carbon: collocated PC-BOSS minor flow quartz + Empore + major
flow quartz filters at all sites.
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Figure 79R Total carbon: collocated PC-BOSS minor flow quartz + Empore + major
flow quartz filters at Riverside.
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Figure 79B Total carbon: collocated PC-BOSS minor flow quartz + Empore + major
flow quartz filters at Bakersfield.
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N 21
<x> 2.43
xmedian 2.29
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Figure 80A Total carbon: collocated PC-BOSS major flow quartz filters at all sites.
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Figure 80R Total carbon: collocated PC-BOSS major flow quartz filters at Riverside.
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xmedian 2.30
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Figure 80B Total carbon: collocated PC-BOSS major flow quartz filters at
Bakersfield.
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N 41 10
<x> 11.28 9.62
xmedian 10.93 9.08
<y> 10.10 9.30
ymedian 9.63 9.04
Sx 16.06 15.51
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m Std. Error 0.10 0.24
m 95% CI 0.20 0.54
b (y=mx+b) 1.34 1.18
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b 95% CI 2.35 5.50
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Figure 81A Total carbon: Big BOSS quartz + Empore filters vs. PC-BOSS A minor
quartz + Empore + major flow quartz filters at all sites.
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N 23 3
<x> 11.56 10.52
xmedian 11.25 10.93
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Figure 81R Total carbon: Big BOSS quartz + Empore filters vs. PC-BOSS A minor
quartz + Empore + major flow quartz filters at Riverside.
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N 18 7
<x> 10.92 9.24
xmedian 10.15 7.84
<y> 10.07 7.83
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Figure 81B Total carbon: Big BOSS quartz + Empore filters vs. PC-BOSS A minor
quartz + Empore + major flow quartz filters at Bakersfield.
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N 49 48
<x> 11.60 11.69
xmedian 11.01 11.13
<y> 7.52 6.91
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Sxy 2.93 2.55
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Figure 82A Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. Big
BOSS quartz + Empore filters at all sites.
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N 27 27
<x> 11.76 11.76
xmedian 11.25 11.25
<y> 8.34 7.46
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Figure 82R Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. Big
BOSS quartz + Empore filters at Riverside.
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N 22 21
<x> 11.41 11.60
xmedian 10.62 10.90
<y> 6.52 6.22
ymedian 6.61 6.13
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Sxy 6.17 5.14
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Figure 82B Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. Big
BOSS quartz + Empore filters at Bakersfield.
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N 62 61
<x> 10.37 10.46
xmedian 10.06 10.06
<y> 7.10 6.64
ymedian 7.10 6.96
Sx 11.45 11.21
Sxy 3.56 3.45
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RMS Diff. 1.2E+03 1.4E+03
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Figure 83A Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. PC-
BOSS A minor flow quartz + Empore + major flow quartz filters at all
sites.
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N 28 28
<x> 10.31 10.31
xmedian 10.01 10.01
<y> 8.08 7.40
ymedian 8.03 7.48
Sx 6.25 6.25
Sxy -0.07 0.78
Sy 3.70 3.07
RMS Diff. 4.1E+02 4.5E+02
m (y=mx+b) -0.03 0.23
m Std. Error 0.37 0.25
m 95% CI 0.76 0.52
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Figure 83R Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. PC-
BOSS A minor flow quartz + Empore + major flow quartz filters at
Riverside.
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<x> 10.43 10.58
xmedian 10.40 10.75
<y> 6.29 5.99
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Sxy 6.74 6.00
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RMS Diff. 8.1E+02 9.7E+02
m (y=mx+b) 0.46 0.44
m Std. Error 0.06 0.08
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Figure 83B Total carbon: Harvard Carbon Sampler denuded (DEN) front + back
quartz filters (Qa + Qb) and undenuded (UND) front filter (Qa) vs. PC-
BOSS A minor flow quartz + Empore + major flow quartz filters at
Bakersfield.
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Figure 84A Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at all sites.  For Bakersfield data (off scale here), see
Figure 84B.
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N 30
<x> 2.00
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<y> 2.15
ymedian 2.14
Sx 0.57
Sxy 0.41
Sy 0.47
RMS Diff. 7.2E+00
m (y=mx+b) 0.89
m Std. Error 0.13
m 95% CI 0.27
b (y=mx+b) 0.38
b Std. Error 0.27
b 95% CI 0.56
m (y=mx) 1.06
rpearson 0.79
rspearman 0.76

Statistics

N
yl

on
 H

EA
D

S 
D

3

0

1

2

3

4

5

0 1 2 3 4 5
Full HEADS HNO3, ppb

N
yl

on
 H

EA
D

S 
H

N
O 3

, p
pb

0

1

2

3

4

5

15-Aug 21-Aug 27-Aug 02-Sep 08-Sep 14-Sep 20-Sep

Sample Date

H
EA

D
S 

H
N

O 3
, p

pb

Full HEADS D3

Nylon HEADS
D3

Figure 84R Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at Riverside.
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Figure 84C Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at Chicago.
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Figure 84D Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at Dallas.
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Figure 84P Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at Phoenix.



309

N 47
<x> 72.46
xmedian 45.70
<y> 33.10
ymedian 21.84
Sx 6191.22
Sxy 2816.17
Sy 1523.15
RMS Diff. 1.7E+05
m (y=mx+b) 0.47
m Std. Error 0.03
m 95% CI 0.06
b (y=mx+b) -0.95
b Std. Error 3.19
b 95% CI 6.42
m (y=mx) 0.46
rpearson 0.92
rspearman 0.92

Statistics

N
yl

on
 H

EA
D

S 
D

3

0

100

200

300

400

0 100 200 300 400
Full HEADS HNO3, ppb

N
yl

on
 H

EA
D

S 
H

N
O 3

, p
pb

0

100

200

300

400

31-Jan 08-Feb 16-Feb 24-Feb 04-Mar 12-Mar 20-Mar

Sample Date

H
EA

D
S 

H
N

O 3
, p

pb

Full HEADS D3

Nylon HEADS
D3

Figure 84B Gas-phase nitric acid: Full HEADS sodium carbonate denuder (D1) vs.
Nylon HEADS D1 at Bakersfield.
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Figure 85A Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at all sites.
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Figure 85R Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at Riverside.
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Figure 85C Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at Chicago.
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Figure 85D Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at Dallas.
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Figure 85P Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at Phoenix.
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Figure 85B Nitrate gas-particle distribution: Full HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + F2 – F3) at Bakersfield.
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Figure 86A Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at all sites.
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Figure 86R Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at Riverside.
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Figure 86C Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at Chicago.
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Figure 86D Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at Dallas.
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Figure 86P Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at Phoenix.
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Figure 86B Nitrate gas-particle distribution: Nylon HEADS gas-phase nitric acid (D1)
vs. filter nitrate (F1 + FN) at Bakersfield.
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Figure 87A Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at all sites.
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Figure 87R Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at Riverside.
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Figure 87C Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at Chicago.
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Figure 87D Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at Dallas.
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Figure 87P Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at Phoenix.
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Figure 87B Gas-phase ammonia: Full HEADS citric acid denuder (D3) vs. Nylon
HEADS D3 at Bakersfield.
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Figure 88A Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
vs. filter ammonium (F1 + F4) at all sites.
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Figure 88R Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
vs. filter ammonium (F1 + F4) at Riverside.
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Figure 88C Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
vs. filter ammonium (F1 + F4) at Chicago.
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Figure 88D Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
vs. filter ammonium (F1 + F4) at Dallas.
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Figure 88P Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
vs. filter ammonium (F1 + F4) at Phoenix.



333

N 47
<x> 1.84
xmedian 1.08
<y> 9.75
ymedian 9.10
Sx 3.46
Sxy 6.57
Sy 26.68
RMS Diff. 3.7E+03
m (y=mx+b) 3.79
m Std. Error 0.61
m 95% CI 1.23
b (y=mx+b) 2.76
b Std. Error 1.36
b 95% CI 2.73
m (y=mx) 4.90
rpearson 0.68
rspearman 0.67

Statistics

D
3 

Am
m

on
ia

0

10

20

30

40

0 10 20 30 40
PM2.5 NH4

+, ppb

G
as

 P
ha

se
 N

H 3
, p

pb

0

10

20

30

40

31-Jan 08-Feb 16-Feb 24-Feb 04-Mar 12-Mar 20-Mar

Sample Date

A
m

m
on

ia
 S

pe
ci

es
, p

pb

F1 + F4
Ammonium

D3 Ammonia

Figure 88B Ammonia gas-particle distribution: Full HEADS gas-phase ammonia (D3)
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Figure 89A Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at all sites.
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Figure 89R Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at Riverside.
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Figure 89C Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at Chicago.
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Figure 89D Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at Dallas.
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Figure 89P Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at Phoenix.
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Figure 89B Continuous-discrete mass measurement comparison: 23-h averaged
CAMM mass vs. Harvard Impactor at Bakersfield.
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Figure 93A Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at all sites.
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Figure 93R Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at Riverside.
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Figure 93C Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at Chicago.
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Figure 93D Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at Dallas.
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Figure 93P Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at Phoenix.
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Figure 93B Continuous-discrete carbon measurement comparison: 23-h averaged
aethalometer black carbon mass vs. undenuded Harvard Carbon Sampler
(UND) front filter (Qa) elemental carbon at Bakersfield.
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Figure 94A Comparison of 23-h averaged continuous-nephelometer scattering
coefficient data with Harvard Impactor mass at all sites.
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Figure 94R Comparison of 23-h averaged continuous-nephelometer scattering
coefficient data with Harvard Impactor mass at Riverside.
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Figure 94C Comparison of 23-h averaged continuous-nephelometer scattering
coefficient data with Harvard Impactor mass at Chicago.
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Figure 94D Comparison of 23-h averaged continuous-nephelometer scattering
coefficient data with Harvard Impactor mass at Dallas.
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Figure 94B Comparison of 23-h averaged continuous-nephelometer scattering
coefficient data with Harvard Impactor mass at Bakersfield.
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Riverside.



356

N 641
<x> 13.53
xmedian 11.85
<y> 1.17
ymedian 0.80
Sx 82.49
Sxy 7.35
Sy 1.84
RMS Diff. 1.4E+05
m (y=mx+b) 0.09
m Std. Error 0.00
m 95% CI 0.01
b (y=mx+b) -0.05
b Std. Error 0.08
b 95% CI 0.15
m (y=mx) 0.09
rpearson 0.60
rspearman 0.67

Statistics

Ae
th

al
om

et
er

 
bl

ac
k 

ca
rb

on

0

10

20

30

40

50

60

70

0 10 20 30 40 50 60 70
CAMM PM2.5 mass, µg m-3

B
la

ck
 C

ar
bo

n,
 µ

g 
m

-3

0

10

20

30

40

50

60

70

09-Oct 15-Oct 21-Oct 27-Oct 02-Nov 08-Nov 14-Nov

Sample Date

 C
on

ce
tr

at
io

n,
 µ

g 
m

-3

CAMM mass

Aethalometer
black carbon

Figure 95C Correlations between 1-h average measurements collected by CAMM
(mass) and aethalometer (black carbon) at Chicago.
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Figure 95D Correlations between 1-h average measurements collected by CAMM
(mass) and aethalometer (black carbon) at Dallas.
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Figure 95P Correlations between 1-h average measurements collected by CAMM
(mass) and aethalometer (black carbon) at Phoenix.
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Figure 96R Correlations between 1-h average measurements collected by CAMM
(mass) and nephelometer (light scattering)at Riverside.
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Figure 96C Correlations between 1-h average measurements collected by CAMM
(mass) and nephelometer (light scattering)at Chicago.
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Figure 96D Correlations between 1-h average measurements collected by CAMM
(mass) and nephelometer (light scattering)at Dallas.
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Figure 96P Correlations between 1-h average measurements collected by CAMM
(mass) and nephelometer (light scattering)at Phoenix.
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Figure 96B Correlations between 1-h average measurements collected by CAMM
(mass) and nephelometer (light scattering)at Bakersfield.
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Figure 97R Daily average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Riverside.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 97C Daily average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Chicago.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 97D Daily average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Dallas.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 97P Daily average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Phoenix.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 97B Daily average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Bakersfield.
A negative unidentified fraction indicates that the 24-h average
reconstructed mass exceeded the HI mass.



370

���������������
�������������������
�����������
������������
������������������������
��������������������������������������
���������������������������
�������������������
�������������������������
��������������

�����������������������
�����������������������������������������������������������������
�������������������������������������������������������������������
��������������������������������������
�������������

����
����
����������
�����������������
����������������
�������
�������
������������
������������������������
������������������
����������
�������������������������
�������������������
��������
������������
�����������
������������
�����������
������

�������������
���������������������

����������������������
��������������������
������ ������������������������

������������������������������������������������
���������������������������������������������

���������������������������������
����������������������������

����������������

���������������
��������������� ��������������������������������

���������������������������������������������������������
�������������������������������������

������������

����������
����������

������������
�������������������������������

��������������������������������
����������
��������������

�����������
������������������������

������������������������
����������������

������� ���������������������������������
���������������������������������

��������������
���������������������

�����������������
��������������
����������
������

�����������
���������������������

���������� ��������
�����������������

��������� ��������������
���������������������������
��������������������

������������������
����������������������

�����������

������������
������������ �����������������

�������������������������������
�������������������������������

�����������������

������������
������������

�����������������
�����������������������������

���������������������
����������

��������
�����������
��������������������

�������������������
������������������
���������� �������

�������
��������
��������������

������ ������
����������������

������������������
��������

������
����������

���� �������
������������

����� ������
���������
��������

�����������
������ ������

������

���������
��������� ���

����������
�������������

������

��������
��������

���
����������

�����������
�����
��������

�����
���� ������

������������
���������

��� ������
������

�������
�����������

���� ����
��������

�����������
�������

���������
������������

��� ���������
�����������������

�������� ������������
���������������������

���������������
��������������

�������������������
�����������

��������
�������� ����������

������������������
�����������������

���������

�������
�������

�������
���������������
����������������

���������
������
�����

��������� ������
������������

��������������
�������� �����������

�����������
���������
�������������

���� �����
����������

��������������
���������

�������������������
������������������������������

����������� �����������������
����������������������������������

����������������� ����������������������������
�������������������������������������������������

����������������������������������������
���������������������������������������

���������������������������������������������
�������������������������

��������������������
�������������������� ������������������

�������������������������������������������
������������������������������������������������

�����������������������

�������������������
�������������������

�������������������
����������������������������������������
��������������������������������������������

������������������
�����������������
����������
�������������������������������

������������������������������
������������������������������
���������������� ������������������������

������������������������
�����������������
��������������������������������

�������������������������������
��������������������������������

���������������������������������
�����������������

����������
����������������

������ �������
��������������

������� ��������������
������������������������

��������������������
��������������������

���������� ����������
����������

����������
���������� ��������

�����������������
���������������������

������������

����������
����������

���������
�����������������

�������������������
���������
������

������
�����������������

���������������
���������������
��������� ������������

������������
�������
��������������

������� ����������
��������������������

�����������������
�������

�����������������������������
����������������������������������

����������������������
��������������������������

������������������������������
��������������������������������������

��������������������������������������
��������������������������

����������������������
�����������������

�����
��������������

����������������������
��������������������������
�������������

�����
�����
�����
��������������������������

��������������������������������������
���������

�����������������
�����

���������������������
������������������

����������
������������������������������

�������������������������
�����������������
��������������������������

������������������
������������������
������������������
���������

-10 0 10 20 30 40 50

16-Aug

22-Aug

28-Aug

3-Sep

9-Sep

15-Sep

21-Sep

S
am

pl
e 

D
at

e

C oncentration, µg m -3

�����
����� Nitrate

��������
�������� Ammonium

�����
Sulfate

��������
Crustal

Other Elements
��������
�������� Elemental Carbon

����� Organic Carbon �������� Inferred Add'l HC Mass�����
����� Unidentif ied

Figure 98R Daily average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Riverside.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 98C Daily average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Chicago.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 98D Daily average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Dallas.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 98P Daily average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Phoenix.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.



374

��
�����
�����
������
����
����������������
�����������������������������������������������
�����������������
�����
���
����������������
�����������
������
�������������
���������
�������������������
����������������
������������������������������������������������������
�����������������������������������������������������������
��������������������������������������������������
�������������������
����������������������������������
�����������������������������
�����������������������������������������������������
�����������������������������������������������������������������������������������������������������������������
������������������������������������������������������������������������������������
�����������
���������������������
���������������������������������������������
������������������������������
������������������������������������������������������
�������������������

���
���

���
��������
��������
��������
�����

�����������
��������������������������������
�������������

��������
���
��� ������

�����������
��������
��� �����

�������
����������������

�������������
������ ������� �������������

��������������������������
������������������

� ������
��������������

��� �������
������� ������������

����������������������������������
������������������������

����������
������ ������

�����������������������
���������������

��������������������
��������

���
���

����
�������

�������
������

��
�������
�����������������
���������

������
�����
����� ����

����
�����

����������
����
��������������

���������
��� ������ ������

�������������
����������������

�� ���
����������

���� ������
������ ���������

�������������
�������������

����� �����
����� ������

������ ���������������
�����������������

���������������������������
�������������

����
����

�����
���������

���������
��������

���
�����
����������
�������

��������
��
�� �����

������
�������

�������������
������
��� ��� ���

��������
����� ��� ����

���������
������������

��� �����
��������������

����� ����
���� ���

���������
��������

�� ��
�� ���

��� ����������
������ ���

������ ���
���

�����
�����

��������
�����������

��������
�����������
������

������������
�������������������������������

�������������
�����������
�������
������� �������

������������
�������������
�����������������
����������������
������������������������

���������������
�������� ��������� �������

������� ���������
�������������������

������� ���
���������������

��� ����
���� �������

����������������
�����������������

���� �����
����� ������

������ ������������
�����������������

��������������� �����
�����

���
���

������������������
����������������������������
�����������������������
���������������������
��������

�����������������������
��������������������������������������������������

�������������������������
������������������������������

���������������
��������������� ������������������

������������������������������
�����������������������������
�������������������������������
�����������������������

���������������������������������������������
������������������������������������
��������������������������������������������������������

�������������������������������������
�������������������������������������������������

������������������������������
������������������������������������������

����������� �����������������
����������������� ����������������

������������������������������������������
����������������������������������������

�������� ���������������
�����������������������������

�����������������������������������������
���������������������������������

����������������������������������������������������
��������������

���������
���������

��������
������������

���������
������������

�������
����������
���������������������������

�������������
���� �������

��������
�������� ��������
���������������

����������������
������������������
���������������

������������������������
�������������������

���������� ���������� �������
������� ������������

��������������������������
������ �����

���������������������
������� �����

����� ���������
������������������

����������������
������ ���������

����������������
������� ������������

������� ����������
���������������������������
�������

���
���

���������
��������������

����� ����
�������������

���������
�����������������������
����������������������������������������������������

������������
���������

��������
�������� ���������������
����������������

������������
����� �������������������������������

�����������������������������
������������������������������������

��������������������������
������������ ���������������������������������

�����������������������������������������������
�������������������������������������

����� ��������������
���������������������������

������� ������������
������������ ����������������������

����������������������������������������������������������
����������������������������������������������

��������������
����� ����������������������

�������������������������������������������
��������� ����������

���������������������
���

�����
�����

-10 0 10 20 30 40 50

1-Feb

7-Feb

13-Feb

19-Feb

25-Feb

3-Mar

9-Mar

15-Mar

21-Mar

S
am

pl
e 

D
at

e

C oncentration, µg m -3

������
������ Nitrate

�����
����� Ammonium

������
Sulfate

�����
Crustal

Other Elements
�����
����� Elemental Carbon

������ Organic Carbon ����� Inferred Add'l HC Mass������
������ Unidentif ied

Figure 98B Daily average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Bakersfield.
A negative unidentified fraction indicates that the 24-h average
reconstructed mass exceeded the HI mass.



375

���������������
���������������������
���������������
�������������
��������������������������
����������������������������������������������
���������������������������������
����������������������
�����������������������������
����������������

����������������������������
����������������������������������������������������������������������������������
�����������������������������������������������������������������������������������
������������������������������������������
�������������

�����
�����
�����������
��������������������
�������������������
���������
��������
������������
�������������

�������
���������������
������������������������
���������������������������
����������������
���������������
����������������
�����������
�����

�������
�����������

������
��������

������ �����
������������
����������

��� ���
���������
������

�������
������� ��������

��������������
������������

������

�����
�����

�������
����������
��������
���

������
������

����

�����
������������
������� ������

�����������
�������

�� ���
������

������
���

�������������
�����������������������

������������������
�����������������

��������� �����������
�����������������������
��������������������

������������������
�������������������

���������

�������������
������������� ������������������

���������������������������������
�����������������������������

��������������

�����������
�����������

����������������
���������������������������

�������������������
����������
�������

����������
������������

�������
����������������
����������������

�������������
�����������

������������
����������������

������������������
���������

����
��������

�����������
������������
����� ������

������������
�������������

������� �����
����������

�����

������
������ ����

�������������
����������������

�������

�������
�������

�������
��������������

���������������
�����

�������
���
�������

�����
���������

���������
����������

��������
��� �����

���������
��������
����

�������
�������������

���������������
�����������������
�������� �������������

��������������������
��������������

������� �������
���������������

��������

���������
��������� ����������

���������������
��������������

���������

����������
����������

�������
���������������

�����������������
����������

���������
���
�������

������
��������������������
�����������������������

����������������
���������������

��������������
��������������

�������������������
�����������

�����������������������
������������������������������������

�������������������������������
�������������������������������������������

������������������������� �����������������������������
����������������������������������������������������

����������������������������������������������
�������������������������������������������

�������������������������������������������
�����������������������

�����������������
����������������� ������������������������

��������������������������������������������������
��������������������������������������������������

������������������������

����������������������
����������������������

����������������������
���������������������������������������������

����������������������������������������������
��������������������������

������������������
����������������

������������������

�������������
�������������������������������������

�����������������������������������������
�������������������������������������

�������������������������������������
������������������������������������

����������������������������������������
���������������������������������������������

������������������������

�����������
����������������

����� ���������
������������������

��������� �������������
������������������������

���������������������
��������������������

���������������������
�����������

��������
�������� ������������

������������������������
�������������������������

�������������

���������
���������

����������
���������������������

�����������������������
������������

���������
���������

��������

�����
����� ������������

��������������������
�������������������

�����������������
������ ����������

������������������
��������������������

������������

�������������������������
����������������������������������

����������������������
������������������������������

��������������������������
���������
���������
��������� ���

��������
�����

������
�����������

����������
����������
�����

���������
���������
���������
����������������������

��������������������������
�����������������

���������
�����

��������

������������������
�����������������������������������

������������������������������
����������������������

��������������
��������������

����������������������
�������������

-10 0 10 20 30 40 50

16-Aug

22-Aug

28-Aug

3-Sep

9-Sep

15-Sep

21-Sep

S
am

pl
e 

D
at

e

C oncentration, µg m -3

�����
����� Nitrate

��������
�������� Ammonium

�����
Sulfate

��������
Crustal

Other Elements
��������
�������� Elemental Carbon

����� Organic Carbon �������� Inferred Add'l HC Mass�����
����� Unidentif ied

Figure 99R Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Riverside.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 99C Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Chicago.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 99D Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Dallas.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 99P Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Phoenix.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 99B Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Bakersfield.
A negative unidentified fraction indicates that the 24-h average
reconstructed mass exceeded the HI mass.
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Figure 100R Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Riverside.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 100C Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Chicago.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 100D Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Dallas.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 100P Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Phoenix.  A
negative unidentified fraction indicates that the 24-h average reconstructed
mass exceeded the HI mass.
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Figure 100B Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Bakersfield.
A negative unidentified fraction indicates that the 24-h average
reconstructed mass exceeded the HI mass.
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Figure 100F Daily average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Philadelphia.
A negative unidentified fraction indicates that the 24-h average
reconstructed mass exceeded the HI mass.
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Figure 101R Study average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Riverside
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Figure 101C Study average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Chicago.
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Figure 101D Study average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Dallas.
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Figure 101P Study average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Phoenix.
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Figure 101B Study average chemical composition estimates for PM2.5 based on Full
HEADS and DEN Harvard carbon sampler measurements at Bakersfield.
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Figure 102R Study average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Riverside
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Figure 102C Study average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Chicago.
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Figure 102D Study average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Dallas.
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Figure 102P Study average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Phoenix.
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Figure 102B Study average chemical composition estimates for PM2.5 based on Full
HEADS and UND Harvard carbon sampler measurements at Bakersfield.
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Figure 103R Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Riverside
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Figure 103C Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Chicago.
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Figure 103D Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Dallas.
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Figure 103P Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Phoenix.
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Figure 103B Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and DEN Harvard carbon sampler measurements at Bakersfield.
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Figure 102R Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Riverside
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Figure 102C Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Chicago.
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Figure 102D Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Dallas.
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Figure 102P Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Phoenix.
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Figure 102B Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Bakersfield.
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Figure 102F Study average chemical composition estimates for PM2.5 based on Nylon
HEADS and UND Harvard carbon sampler measurements at Philadelphia.



407

N 153
<x> 13.12
xmedian 11.15
<y> -0.19
ymedian -0.12
Sx 62.67
Sxy -11.51
Sy 10.32
RMS Diff. 4.2E+04
m (y=mx+b) -0.21
m Std. Error 0.03
m 95% CI 0.07
b (y=mx+b) 2.57
b Std. Error 0.50
b 95% CI 0.99
m (y=mx) -0.06
rpearson 0.45
rspearman -0.34

Statistics

U
ni

de
nt

ifi
ed

 
PM

2.
5 

M
as

s

-10

-6

-2

2

6

10

-8 0 8 16 24 32

24-h Average T, °C

H
I -

 R
ec

on
st

ru
ct

ed
 P

M
2.

5, 
µg

 m
-3

-8

0

8

16

24

32

15-Aug 21-Sep 28-Oct 04-Dec 10-Jan 16-Feb 25-Mar

Sample Date

24
-h

 A
ve

ra
ge

 T
, °

C

-10

-6

-2

2

6

10

H
I -

 R
ec

on
st

ru
ct

ed
 P

M
2.

5, 
µg

 m
-3

24-h Average
T

Unidentified
PM2.5 Mass

Figure 105A Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at all sites.
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Figure 105R Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at Riverside.
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Figure 105C Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at Chicago.
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Figure 105D Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at Dallas.
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Figure 105P Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at Phoenix.
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Figure 105B Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily temperature at Bakersfield.
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Figure 106A Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at all sites.
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Figure 106R Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at Riverside.
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Figure 106C Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at Chicago.
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Figure 106D Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at Dallas.
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Figure 106P Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at Phoenix.
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Figure 106B Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum temperature at Bakersfield.
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Figure 107A Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at all sites.
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Figure 107R Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at Riverside.
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Figure 107C Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at Chicago.
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Figure 107D Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at Dallas.
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Figure 107P Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at Phoenix.
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Figure 107B Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. average daily relative humidity at Bakersfield.
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Figure 108A Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at all sites.
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Figure 108R Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at Riverside.
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Figure 108C Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at Chicago.



428

N 31
<x> 92.06
xmedian 97.40
<y> -0.88
ymedian -0.99
Sx 120.20
Sxy 10.19
Sy 2.23
RMS Diff. 2.7E+05
m (y=mx+b) 0.09
m Std. Error 0.02
m 95% CI 0.04
b (y=mx+b) -8.77
b Std. Error 1.86
b 95% CI 3.80
m (y=mx) -0.01
rpearson 0.62
rspearman 0.62

Statistics

U
ni

de
nt

ifi
ed

 
PM

2.
5 

M
as

s

-10

-6

-2

2

6

10

40 52 64 76 88 100

1-h Maximum RH, %

H
I -

 R
ec

on
st

ru
ct

ed
 P

M
2.

5, 
µg

 m
-3

40

52

64

76

88

100

04-Dec 11-Dec 18-Dec 25-Dec 01-Jan 08-Jan 15-Jan 22-Jan

Sample Date

1-
h 

M
ax

im
um

 R
H

, %

-10

-6

-2

2

6

10

H
I -

 R
ec

on
st

ru
ct

ed
 P

M
2.

5, 
µg

 m
-3 1-h Maximum

RH

Unidentified
PM2.5 Mass

Figure 108D Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at Dallas.
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Figure 106P Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at Phoenix.
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Figure 106B Exploration of observed disagreements between reconstructed and
Harvard Impactor mass: HI mass – Reconstructed Mass 4 (see Table 16)
vs. daily one hour maximum  relative humidity at Bakersfield.


